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m  m  co  n 


INTRODUCTION 


Research  Project  Description 

Men  with  prostate  cancer,  in  particular  those  with  advanced  local  disease,  benefit  from  dose 
escalation.  The  main  objective  of  the  DOD-PC-030909  is  to  exploit  the  ability  of  Magnetic 
Resonance  Imaging  combined  with  Magnetic  Resonance  Spectroscopy  imaging  (MRI/MRSI)  to 
identify  cancer  regions  within  the  prostate  and  to  target  those  regions  with  a  higher  tumor  burden 
with  higher  dose  without  compromising  the  dose  coverage  of  the  prostate  and  the  protection  to 
the  urethra,  rectum  and  bladder  for  prostate  cancer  patients  treated  with  HDR  brachytherapy. 

The  feasibility  of  a  comprehensive  approach  that  incorporates  MRI/MRSI  (anatomical  and 
functional  imagining)  into  the  HDR  brachytherapy  treatment  planning  has  been  demonstrated. 
Using  the  inverse  planning  program  IPSA,  dose  escalation  of  target  regions  with  a  higher  tumor 
burden  can  be  performed  without  increasing  the  dose  to  critical  normal  structures.  This  will  be  the 
first  trial  using  both  MR  imaging  and  functional  imaging  MRSI  for  HDR  brachytherapy  planning. 

Three  main  tasks  were  identified  to  fulfill  the  aims  of  this  project: 

Task  1:  To  determine  the  need  for  alignment  and  to  establish  alignment  methods  for  MRI/MRSI 
data  to  HDR  brachytherapy  treatment  planning  MRI  and  CT  images.  (Months  1-24). 

Task  2:  To  elaborate  class  solutions  (a  set  of  optimization  constraints)  appropriate  for  DIL  boosts 
of  the  order  of  150%  of  the  prescribed  dose  and  protection  for  the  penile  bulb  and  the  neuro¬ 
vascular  bundle  valid  for  90%  of  the  cases  (Months  1-12). 

Task  3:  To  perform  feasibility  and  short-term  measures  of  improved  effectiveness  and  decreased 
side  effects  of  performing  the  proposed  treatment  planning  protocol  in  a  small  cohort  of  patients 
(Months  18-36). 

The  Information  provided  in  this  third  annual  (final)  report  supports  the  following: 


Task  1 : 

Months  1-24 

Completed,  (except  for  alignment  of  the  non-endorectal  MR 
images  to  the  treatment  planning  CT,  pending  patient 
enrollment) 

Task  2: 

Months  1-12 

Completed 

Task  3: 

Months  18-36 

Not  yet  initiated 

C.H.R.  Approval  Process  Time  Table 

The  PC-030909  grant  officially  opened  on  February  2004.  A  lot  of  effort  and  time  were  devoted  by 
the  PI.  and  Co-PI.  at  applying  and  obtaining  approval  from  the  various  committees  at  UCSF. 
During  the  first  year,  we  sequentially  applied  and  successfully  received  approvals  from  the  UCSF 
Genito-Urinary  Committee  (GU,  March  2004),  the  UCSF  Protocol  Review  Committee  (PRC,  July 
7th,  2004),  and  the  UCSF  Committee  on  Human  Research  (CHR,  approval  number 
H1 1386-24294-01,  December  17th,  2004).  Immediately  after  receiving  the  CHR  approval,  the 
complete  package  was  submitted  to  the  DOD  CHR  for  final  approval.  This  approval  was  received 
on  December  2006.  Patients  enrollment  will  begin  immediately  after  receiving  UCSF  CHR 
Committee  re-confirmation  (expected  for  May  2007). 

Research  activities  (Present  and  Future) 

In  the  last  three  years,  a  number  of  research  activities  related  to  the  Tasks  described  in  the 
Statement  of  Work  of  the  proposal  have  been  performed.  In  particular,  Task  1  has  been 
accomplished  during  year  1  and  published  on  the  journal  “Medical  Physics”,  and  Task  2  has  been 
accomplished  during  year  2  and  submitted  for  publication.  Specific  details  were  provided  in  the 
first  two  annual  reports.  A  Postdoctoral  Fellow  (Yongbok  Kim,  Ph.D.)  continued  to  perform  the 
work  until  March  2006.  We  have  requested  a  no-cost  extension  and  the  research  will  proceed 
with  patients  enrollments  as  described  in  the  research  protocol. 
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BODY  SECTION 


MRI/MRSI  is  used  to  differentiate  between  normal  and  malignant  prostate  and  define  cancer- 
validated  Dominant  Intra-prostatic  Lesions  (DIL).  A  retrospective  study  was  first  conducted  using 
data  from  15  HDR  patients  with  MRI/MRSI  defined  DIL.  For  each  patient,  MRSI  data  was  first 
fused  on  the  axial  T2-weighted  MR  images.  Using  the  prostate  anatomy,  the  combined  MRI/MRSI 
images  were  then  registered  on  HDR  planning  axial  CT  or  MR  images.  Targets,  organs  at  risk  and 
DIL  were  segmented.  Dose  constraints  parameters  were  adjusted  to  define  a  class  solution  for  a 
DIL-boost  plan  under  the  dosimetric  requirements  of  the  RTOG-0321  protocol.  To  determine  a 
maximum  attainable  level  of  DIL-boost  for  each  patient,  our  inverse  planning  dose  optimization 
algorithm  (called  IPSA)  was  used  to  generate  dose  distributions  for  five  different  levels  of  DIL- 
boost,  at  least  110%,  120%,  130%,  140%  and  150%  of  the  prescribed  dose.  Dose  volume 
histograms  of  the  target  and  each  organ  at  risk  were  compared  with  optimized  plans  without  DIL 
boost. 

On  the  cohort  of  15  patients,  dose  escalations  of  the  MRI/MRSI  defined  DIL  were  achieved  in  the 
range  of  120%  to  150%  of  the  prescription  with  only  an  average  of  1%  increase  of  the  V50 
bladder  dose,  and  1  to  3%  rectum  depending  on  the  boost  level.  Dose  to  the  whole  prostate,  with 
the  exception  of  the  DIL,  did  not  change.  All  dose  limits  complied  with  RTOG  dosimetric 
requirements.  This  is  accomplished  by  using  inverse  treatment  planning  software  that  can  focus 
normally  occurring  high  dose  regions  within  the  target  volume  to  coincide  with  the  DIL.  Combined 
CHR  approval  from  our  institution  and  from  DOD  is  expected  early  2007  and  patients  enrollment 
will  be  initiated  soon. 

In  the  previous  annual  reports,  we  have  described  the  research  accomplishments  related  to  the 
three  following  topics: 

•  Endorectal  coil  probes  for  prostate  MRI:  Assessments  of  tissue  distortions  and  image 
alignments 

•  Registration  of  MR  prostate  images  with  biomechanical  modeling  and  nonlinear  parameter 
estimation 

•  Class  solution  for  Inverse  Planning  for  Dose  Escalation  of  Dominant  Intraprostic  Lesions 

In  the  last  year,  we  have  finalized  the  work  on  the  establishment  of  Class  Solutions  and 
established  the  correct  registration  procedure  between  the  MRSI  and  planning  MRI/CT  images. 


KEY  RESEARCH  ACCOMPLISHMENTS 
Class  solution  for  Inverse  Planning 

•  The  class  solution  was  obtained  for  the  DIL-boost  as  well  as  the  sparing  organs  at  risk, 
including  bladder,  rectum,  urethra  and  penile  bulb. 

MRS/MRI  •  planning  MRI  Registration  protocol  for  Planning  purpose 

•  A  double  registration  procedure  was  established  to  bring  on  a  same  image  the  initial  MR 
image,  the  MR  spectroscopy  information  and  the  planning  image  dataset. 
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REPORTABLE  OUTCOMES 


Peer-reviewed  Publications 


1)  Inverse  Planning  For  HDR  Prostate  Brachytherapy  Use  to  Boost  Dominant  Intra- 
Prostatic  Lesion  Defined  by  Magnetic-Resonance  Spectroscopy  Imaging. 

Pouliot.  J..  Kim,  Y.,  Lessard  E.,  Hsu,  l-C.  Vigneron  D.  and  Kurhanewicz,  J.  Int.  J.  Radiation 
Oncology  Biol.  Phys.  59  (4)  1196-1207;  2004. 

The  results  of  this  paper  constituted  the  proof  of  principle  presented  to  DOD  to  obtain  the  grant 

2)  Endorectal  and  rigid  coils  for  prostate  MRI:  Impact  on  prostate  distortion  and  rigid 
image  registration. 

Kim  Y.,  Noworolski  S.M.,  Pouliot  J.,  Hsu  I.C.  and  Kurhanewicz  J.„  Med.  Phys.  32(12);  3569-3578, 
2005. 

Publication  is  provided 

3)  Kim  Y.,  Hsu  I.C.,  Lessard  E.,  Kurhanewicz  J.,,  Noworolski  S.M.  and  Pouliot  J.,  Class  solution 
in  inverse  planned  HDR  prostate  brachytherapy  for  dose  escalation  of  DIL  defined  by 
combined  MRI/MRSI,  Int.  J.  Radiation  One.  Biol.  Phys.  2006 

We  have  responded  to  the  initial  reviewers  comments.  The  paper  is  undergoing  the  second  round 
of  review.  Publication  is  provided 

4)  Registration  of  MR  prostate  images  with  biomechanical  modeling  and  nonlinear 
parameter  estimation 

Alterovitz  R.,  Goldberg  K.,  Pouliot  J.,  Hsu  I.C.,  Kim  Y.,  Noworolski  S.M.,  and  Kurhanewicz  J.„ 
Med.  Phys.  33(2),  446-454;  2006. 

This  work  is  directly  related  to  present  work  (Task  1)  but  not  supported  by  DOD  -PC030909. 


Presentations  at  International  Conferences 


Inverse  planning  in  Brachytherapy:  HDR  and  LDR,  VI  Last  Generation  Radiotherapy  Course, 
Sao  Paulo,  Brazil,  Oct.  19,  2006. 

Principles  and  Clinical  Applications  of  IPSA;  Nucletron  International  Physics  Seminar,  Vaals, 
Netherlands,  Sept  13-16,  2006. 

IPSA,  optimization  in  Brachythetrapy,  Basis  and  Principles,  4ieme  semnaire  francophone 
de  curietherapie,  Arcachon,  France,  June  15th,  2006. 

Clinical  experience  with  IPSA  for  prostate  cancer  treatment  in  HDR  Brachytherapy,  4ieme 
seminaire  francophone  de  curietherapie,  Arcachon,  France,  June  15,  2006. 


Advanced  Technologies:  Functional  Imaging,  IMRT  and  IGRT,  NZIMRT -AIR  Annual  meeting, 
Aukland,  New  Zealand,  August  27th,  2005. 

Inverse  planning  for  dose  optimization  in  Brachytherapy,  Institut  Gustave-Roussy,  Paris, 
France,  June  28,  2004. 

Presentations  at  National  Meetings 

New  advances  in  Brachytherapy  Physics,  27th  Annual  Meeting  of  American  Brachytherapy 
Society,  Philadelphia,  May  12,  2006. 
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Advanced  3D  Planning  in  Brachytherapy,  AAPM-ABS  summer  school,  Seattle  July  18-23, 
2005. 

Analysis  of  prostate  deformation  due  to  different  MRI/MRS  endorectal  coils  for  image 
fusion  and  brachytherapy  treatment  planning.  Med.  Phys.31  (6);  1728-1728,  2004  (Abstract). 

Dose  Constraints  in  Inverse  Planning  HDR  Prostate  Brachytherapy  for  The  Dose 
Escalation  of  DIL  Defined  by  MR  Spectroscopy  imaging.  Annual  Meeting  of  the 
American  Brachytherapy  Society,  San  Francisco  2005. 


Future  Presentations  at  National  and  International  Conferences 


Dose  escalation  using  functional  imaging,  12th  International  Conference  Optimal  Use  of 
Advanced  Radiotherapy  in  Multimodality  Oncology,  Rome,  Italy,  20th  to  23rd  June  2007. 

Advances  in  Optimization  Strategies,  Physics  Symposium,  Int.  Society  for  Therapeutic 
Radiology  and  Oncology,  Joint  GEC-ESTRO-ISIORT  Meeting,  Montpellier,  May  9-12,  2007. 

Dose  Escalation  of  Dominant  Intra-Prostatic  Lesion  Defined  by  Magnetic-Resonance 
Spectroscopy  Imaging  Using  Inverse  Planning  for  HDR  Prostate  Brachytherapy, DOD- 
PCRP-  Meeting,  Innovative  Minds  in  Prostate  Cancer  Today  (IMPaCT),  Atlanta  Georgia,  Sept.  5-8, 
2007.  (Abstract  submitted  for  presentation). 


DETAILS  OF  REPORTABLE  OUTCOMES 

The  details  of  the  previous  reportable  outcomes  were  provided  in  the  two  previous  annual  reports 
as  well  as  in  the  publications  provided  in  Appendices.  References  cited  in  the  publications 
(published  or  in  press)  support  our  experimental  objectives,  choices  made  in  experimental  design, 
and  interpretation  of  results. 

Class  solutions 

A  class  solution  was  developed  for  dose  escalation  of  a  DIL  defined  by  combined  MRI/MRSI  in 
inverse  planned  HDR  prostate  brachytherapy.  Using  the  class  solution,  a  certain  level  of  DIL- 
boost  is  feasible  for  some  patients  under  RTOG-0321  dosimetric  requirements  depending  on 
rectal  and  bladder  doses.  While  the  target  dose  was  slightly  increased,  the  DIL  dose  was 
noticeable  enhanced  (  on  average,  82%  of  the  DIL  volume  could  receive  150%  of  the  prescribed 
dose)  without  any  violation  of  the  dosimetric  requirements.  With  further  adjustment  of  the  class 
solution,  the  DIL  could  be  boosted  by  150  -  150  for  13  out  of  15  patients  while  satisfying 
dosimetric  requirements.  Hence,  the  established  class  solution  for  a  DIL-boost  is  a  good  starting 
point  to  explore  a  customized  HDR  prostate  brachytherapy  plan  for  a  specific  patient. 

Registration  procedure  between  the  MRSI  and  planning  MRI/CT  images 

A  double  registration  procedure  was  established  to  bring  on  a  same  image  the  initial  MR  image, 
the  MR  spectroscopy  information  and  the  planning  image  dataset.  The  MRI/MRS  registration 
procedure  resulting  on  an  MR  image  with  defined  validated  cancer  areas  (Figure  in  the  center) 
was  established  and  reported  in  year  2.  A  procedure  to  adapt  the  format  of  this  combined  MRI/ 
MRS  image  into  DICOM  was  finalized  this  year.  This  allows  to  import  the  image  in  the  planning 
software.  The  planning  image  showing  the  current  anatomy  and  the  catheters  can  then  be 
registered  with  the  combined  MRI/MRS  image,  providing  all  the  anatomical  information  in  the 
same  reference  system  (Figure,  right). 
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Multiple  contours  (Figure  right)  based  on  anatomical 
and  spectroscopic  information  result  on  the  clinical 
target,  the  DIL  and  the  organs  at  risk,  bladder, 
urethra,  rectum  and  bulb.  Then  catheters  are  digitally 
reconstructed.  The  optimization  routine  IPSA  is  called, 
and  using  the  class  solution  already  defined, 
produces  a  dose  distribution  that  tightly  conform  to 
the  target,  boost  the  DIL  and  spare  the  organs  at  risk. 


-** —  ■ 


Bladder 


Urethra 


r 

,  Rectum 


All  the  procedures  and  methodology  have  been 
developed  and  are  ready  to  be  used  clinically.  As  it 
was  mentioned  previously,  the  enrollment  of  patients 

will  be  initiated  shortly,  as  soon  as  the  final  CHFt  approval  is  obtained.  We  expect  to  initiate  the 
protocol  in  June  2007. 
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LIST  OF  ACRONYMS 


CHR:  Committee  on  Human  Research 

CT:  Computed  Tomography 

DIL:  Dominant  Intraprostatic  Lesion 

S/I:  Superior-Inferior 

R/L:  Right-Left 

A/P:  Antero-Posterior 

DOD:  Department  of  Defense 

ERC:  Endo-Rectal  Coil 

GU:  Genito-Urinary  Committee 

HDR:  High  Dose-Rate 

IPSA:  Planning  with  Simulated  Annealing 

MRI:  Magnetic  Resonance  Imaging 

MRSI:  Resonance  Spectroscopy  Imaging 

PRC:  Review  Committee 

ROI:  Region  of  Interest 

RTOG:  Radiation  Therapy  Oncology  Group 

UCSF:  University  of  California  California,  San  Francisco 

DIL:  Dominant  Intra-prostatic  Lesion 

CG:  Central  Gland 

PZ:  Peripheral  Zone 

TRUS:  Trans-rectal  Ultra-Sound 

OAR:  Organs  at  Risk 
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APPENDICE 


Publications 

1-  Pouliot.  J..  Kim,  Y.,  Lessard  E.,  Hsu,  l-C.  Vigneron  D.  and  Kurhanewicz,  J.  Inverse  Planning 
For  HDR  Prostate  Brachytherapy  Use  to  Boost  Dominant  Intra-Prostatic  Lesion  Defined  by 
Magnetic-Resonance  Spectroscopy  Imaging.  Int.  J.  Radiation  Oncology  Biol.  Phys.  59  (4) 
1196-1207;  2004.  (The  results  of  this  paper  constituted  the  proof  of  principle  presented  to  DOD  to 
obtain  the  grant)/ 

2-  Kim  Y.,  Noworolski  S.M.,  Pouliot  J.,  Hsu  I.C.  and  Kurhanewicz  J.,  Expandable  and  rigid 
endorectal  coils  for  prostate  MRI:  Impact  on  prostate  distortion  and  rigid  image 
registration,  Med.  Phys.  32(12);  3569-3578,  2005. 


3-  Kim  Y.,  Hsu  I.C.,  Lessard  E.,  Kurhanewicz  J.,,  Noworolski  S.M.  and  Pouliot  J.,  Class  solution 
in  inverse  planned  HDR  prostate  brachytherapy  for  dose  escalation  of  DIL  defined  by 
combined  MRI/MRSI,  in  Preparation,  to  be  submitted  to  Int.  J.  Radiation  One.  Biol.  Phys.  2006. 


4.  Alterovitz  R.,  Goldberg  K.,  Pouliot  J.,  Hsu  I.C.,  Kim  Y.,  Noworolski  S.M.,  and  Kurhanewicz  J., 
Registration  of  MR  prostate  images  with  biomechanical  modeling  and  nonlinear  parameter 
estimation,  Med.  Phys.  33(2),  446-454;  2006.  (related  to  present  work  but  not  supported  by 
DOD  -PC030909). 


ABSTRACTS 
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Abstract:  Glac-ESTRO  Annual  Meeting,  Barcelona-2004 


TARGETING  DOMINANT  INTRAPROSTATIC  LESION 
USING  FUNCTIONAL  IMAGING  WITH  MR  SPECTROSCOPY 
AND  HIGH  DOSE  RATE  BRACHYTHERAPY 

J.Pouliot,  Y.Kim,  E.  Lessard,  I.C.  Hsu,  D.B.  Vigneron  and  J.  Kurhanewicz 


The  high  specificity  of  Magnetic  Resonance  Spectroscopy  Imaging  (MRSI)  to  metabolically 
identify  cancer  can  be  used  to  improve  the  ability  of  MRI  to  detect  the  location  and  extent  of 
cancer  within  the  prostate.  In  this  work,  we  evaluate  the  feasibility  of  using  MRI/MRSI  to 
identify  the  dominant  intrapro static  lesion  (DIL)  and  to  selectively  boost  the  lesion  using 
inverse  planned  High  Dose  Rate  (HDR)  brachytherapy. 

The  MRI/MRSI  scans  were  obtained  on  a  1.5  Tesla  GE  system  for  10  patients  in  the  supine 
position  using  the  body  coil  for  excitation  and  a  pelvic  phased  array  coil  in  combination  with  a 
commercially  available  balloon-covered  expandable  endorectal  coil  for  signal  reception.  The 
locations  of  the  DIL  on  the  MRI/MRSI  scans  were  manually  transferred  on  the  planning  CT 
scans.  Our  inverse  planning  optimization  algorithm  (IPSA)  was  used  to  increase  the  dose 
delivered  to  the  DIL.  Three  values  of  boosts  (Bl,  B2  and  B3)  were  computed  to  establish  to 
what  extent  the  DIL  dose  can  be  increased  without  affecting  the  dose  delivered  to  the  organs  at 
risk  while  maintaining  the  prostate  dose  coverage.  Dose  Volume  Histograms  (DVH)  of  the 
target  and  each  organ  at  risk  were  computed  and  the  results  compared  with  optimized  plans 
without  DIL  boost. 

Combined  MRI/MRSI  identified  two  DILs  in  8  of  the  ten  patients  studied,  and  a  single  DIL  in 
the  remaining  two.  Lor  all  boost  levels,  including  the  reference  plans,  the  average  target  V100 
(%)  are  above  96%  (range  94  to  99%).  The  bladder  V50s  increase  by  an  absolute  value  of  about 
1%  for  the  various  boost  levels.  The  absolute  increases  in  V50  for  the  rectum  is  less  than  1%  for 
Bl  and  about  3%  for  B2  and  B3.  However,  the  volume  of  the  urethra  receiving  more  than  120% 
of  the  prescribed  dose  is  increased  by  13.4%  for  Bl  and  by  32.0  and  32.5  %  for  B2  and  B3 
relatively  to  the  reference  plan,  respectively.  In  spite  of  the  increase  due  to  B3,  the  doses  that 
would  be  delivered  to  the  urethra  were  still  below  the  doses  that  were  planed  and  used  clinically 
before  the  clinical  introduction  of  the  inverse  planning  tool. 

The  Bl  boost  provided  DIL  dose  levels  to  120%  with  no  increase  of  the  dwell  times.  This  is  the 
nature  of  the  inverse  planning  ability  to  move  the  hot  spots  where  appropriate,  in  that  case  the 
DIL.  This  is  inherently  difficult  to  achieve  with  forward  planning.  Larger  boost  values  of  up  to 
150%  will  have  to  be  investigated  before  their  clinical  use  can  be  considered. 
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Abstract:  26th  Annual  Meeting  of  the  American  Brachytherapy  Society,  2005. 

DOSE  CONSTRAINTS  IN  INVERSE  PLANNING  HDR  PROSTATE 
BRACHYTHERAPY  FOR  THE  DOSE  ESCALATION  OF  DIL  DEFINED 
BY  MR  SPECTROSCOPY  IMAGING 

Yongbok  Kim  PhD*,  I-Chow  J.  Hsu  MD*,  Etienne  Lessard  PhD*,  John  Kurhanewicz  PhD**,  Susan 
Moyher  Noworolski  PhD**,  and  Jean  Pouliot  PhD* 

*Department  of  Radiation  Oncology,  University  of  California,  San  Francisco, 

Comprehensive  Cancer  Center,  1600  Divisadero  Street,  San  Francisco,  CA  94143-1708 
**The  Center  for  Molecular  and  Functional  Imaging,  Department  of  Radiology,  University  of  California,  San  Francisco, 

185  Berry  Street,  Suite  350,  San  Francisco,  CA  94143-0946 


Purpose: 

To  obtain  the  dose  constraint  set  (class  solution)  for  the  boost  of  dominant  intraprostatic  lesions 
(DILs)  defined  by  MR  spectroscopy  imaging  (MRSI)  in  HDR  brachytherapy  of  the  prostate 
cancer  and  the  maximum  achievable  boost  level  under  RTOG0321  dosimetric  requirement. 

Materials  and  Methods: 

For  10  patients  (A  to  J),  DILs  were  manually  contoured  on  HDR  planning  CT/MR  images  based 
on  combined  MRI/MRSI.  A  lesion  containing  at  least  3  contiguous  MRSI  validated  cancer 
voxels  was  called  DIL.  The  class  solution  of  dose  constraints,  acceptable  dose  range  and  penalty 
values,  were  obtained  from  our  previous  clinical  experience  on  inverse  planning  technique 
(IPSA).  For  each  patient,  six  plans  (a  without-boost  and  5  different  levels  of  dose  escalation  to 
the  DILs  requesting  a  minimum  of  110,  120,  130,  140  and  150%  of  the  prescribed  dose, 
respectively)  were  generated  using  IPSA.  Dosimetric  indices  for  each  plan  were  computed  and 
compared  with  the  requirement  of  RTOG0321  protocol  (V100  >  90%  for  target  coverage,  V75  < 
1  cc  for  bladder  and  rectum,  and  VI 25  <  1  cc  for  urethra)  to  determine  the  acceptable  level  of 
dose  escalation. 

Results: 

Plans  without  boost  satisfied  all  RTOG0321  requirements  with  average  dose  coverage  of  92.1% 
to  target  (range  from  90.6  to  93.8%).  Four  (B,  C,  D,  and  J)  out  of  10  patients  prohibited  any 
boost  whereas  a  certain  level  of  boost  to  the  DILs  was  feasible  for  the  rest  of  patients,  minimum 
dose  of  110%  for  patient  E,  120%  for  patient  H  and  I,  140%  for  patient  A  and  F,  and  150%  for 
patient  G,  respectively.  The  violation  of  RTOG0321  protocol  is  rectal  dose  for  9  patients  and 
bladder  dose  for  patient  C.  The  average  benefit  from  maximum  achievable  boost  for  6  patients  is 
1.1%  increase  of  target  coverage  and  5%  increase  of  VI 20  dose  to  DILs  compared  with  a  plan 
without  boost. 

Conclusions: 

A  certain  level  of  dose  escalation  to  DILs  defined  by  MRI/MRSI  is  possible  for  some  patients 
using  class  solution  of  IPSA  under  RTOG0321  dosimetric  requirements  depending  on  rectal  and 
bladder  dose. 

The  work  was  supported  by  grant  from  the  Department  of  Defense  Prostate  Cancer  Research  Program 
(PCRP)-030909 
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Invited  Speaker:  Brachytherapy:  5(2),  2006;  Special  Section:  27th  Annual  Meeting  of  the 
American  Brachytherapy  Society,  May  10-12,  2006. 


Multi-Focal  Inverse  Planning  Dose  Optimization  in  Brachytherapy: 

Let’s  make  Hot  Spots  Count. 

Jean  Pouliot 

Comprehensive  Cancer  Center,  University  of  California,  San  Francisco, 

San  Francisco,  California. 
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Abstract  (submitted  for  presentation) 

DOD-PCRP-Meeting,  Innovative  Minds  in  Prostate  Cancer  Today  (IMPaCT) 
Atlanta  Georgia,  Sept.  5-8,  2007. 

DOSE  ESCALATION  OF  DOMINANT  INTRA-PROSTATIC  LESION 
DEFINED  BY  MAGNETIC-RESONANCE  SPECTROSCOPY  IMAGING 
USING  INVERSE  PLANNING  FOR  HDR  PROSTATE  BRACHYTHERAPY 


Jean  Pouliot;  1-Chow  Hsu;  Etienne  Lessard;  Yongbok  Kim;  (Comprehensive  Cancer  Center, 
University  of  California,  San  Francisco,  San  Francisco,  California)  Susan  Moyher  Noworolski; 
John  Kurhanewicz  (Center  for  Molecular  and  Functional  Imaging,  Department  of  Radiology, 
University  of  California,  San  Francisco,  San  Francisco,  California) 

Men  with  prostate  cancer,  in  particular  those  with  advanced  local  disease,  benefit  from  dose 
escalation.  The  main  objective  of  the  DOD-PC-030909  is  to  exploit  the  ability  of  Magnetic 
Resonance  Imaging  combined  with  Magnetic  Resonance  Spectroscopy  imaging  (MRI/MRSI)  to 
identify  cancer  regions  within  the  prostate  and  to  target  those  regions  with  a  higher  tumor 
burden  with  higher  dose  without  compromising  the  dose  coverage  of  the  prostate  and  the 
protection  to  the  urethra,  rectum  and  bladder  for  prostate  cancer  patients  treated  with  HDR 
brachytherapy. 

MRI/MRSI  is  used  to  differentiate  between  normal  and  malignant  prostate  and  define  cancer- 
validated  Dominant  Intra-prostatic  Lesions  (DIL).  A  retrospective  study  was  first  conducted  using 
data  from  15  HDR  patients  with  MRI/MRSI  defined  DIL.  For  each  patient,  MRSI  data  was  first 
fused  on  the  axial  T2-weighted  MR  images.  Using  the  prostate  anatomy,  the  combined  MRI/ 
MRSI  images  were  then  registered  on  HDR  planning  axial  CT  or  MR  images.  Targets,  organs  at 
risk  and  DIL  were  segmented.  Dose  constraints  parameters  were  adjusted  to  define  a  class 
solution  for  a  DIL-boost  plan  under  the  dosimetric  requirements  of  the  RTOG-0321  protocol.  To 
determine  a  maximum  attainable  level  of  DIL-boost  for  each  patient,  our  inverse  planning  dose 
optimization  algorithm  (called  IPSA)  was  used  to  generate  dose  distributions  for  five  different 
levels  of  DIL-boost,  at  least  110%,  120%,  130%,  140%  and  150%  of  the  prescribed  dose.  Dose 
volume  histograms  of  the  target  and  each  organ  at  risk  were  compared  with  optimized  plans 
without  DIL  boost. 

On  the  cohort  of  15  patients,  dose  escalations  of  the  MRI/MRSI  defined  DIL  were  achieved  in 
the  range  of  120%  to  150%  of  the  prescription  with  only  an  average  of  1%  increase  of  the  V50 
bladder  dose,  and  1  to  3%  rectum  depending  on  the  boost  level.  Dose  to  the  whole  prostate, 
with  the  exception  of  the  DIL,  did  not  change.  All  dose  limits  complied  with  RTOG  dosimetric 
requirements.  This  is  accomplished  by  using  inverse  treatment  planning  software  that  can  focus 
normally  occurring  high  dose  regions  within  the  target  volume  to  coincide  with  the  DIL. 
Combined  CHR  approval  from  our  institution  and  from  DOD  is  expected  early  2007  and  patients 
enrollment  will  be  initiated  soon. 

The  feasibility  of  a  comprehensive  approach  that  incorporates  MRI/MRSI  (anatomical  and 
functional  imagining)  into  the  HDR  brachytherapy  treatment  planning  has  been  demonstrated. 
Using  the  inverse  planning  program  IPSA,  dose  escalation  of  target  regions  with  a  higher  tumor 
burden  can  be  performed  without  increasing  the  dose  to  critical  normal  structures.  This  will  be 
the  first  trial  using  both  MR  imaging  and  functional  imaging  MRSI  for  HDR  brachytherapy 
planning. 

IMPACT:  This  new  approach  will  allow  dose  escalation  to  be  targeted  to  areas  of  high  cancer 
cell  density.  We  believe  these  refinements  of  HDR  brachytherapy  planning  will  lead  to  new 
therapeutic  approaches  that  may  improve  clinical  results. 
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Expandable  and  rigid  endorectal  coils  for  prostate  MRI: 

Impact  on  prostate  distortion  and  rigid  image  registration 

Yongbck  Kim.”  I -Chow  J.  Hsu.  ar-d  Jean  Pouliot 

Department  of  Radiation  Oncology,  University  of  California 

San  Francisco,  Comprrheruise  Cancer  Center,  1000  Dr* under;  Street,  Suite  HI0S1. 

San  Francisco,  California  94143  1 70S 

Susan  Moytier  NoworolsKi.  Daniel  B.  Vigneron,  and  John  Kurhanewicz 

The  Center  for  Molecular  and  Functional  Imaging,  Department  of  Radiology,  University  of  California. 

San  Francisco,  ISS  Berry  Street.  Suite  ISO.  San  Francisco,  California  Mid)  0946 

( Received  7  February  2005:  revised  20  September  2005:  accepted  for  publication  20  September  2005. 
published  15  November  20051 

Endorectal  coils  (ERCsl  are  used  for  acquiring  high  spatial  resolution  magnetic  resonance  (MR) 
images  of  the  human  prostate.  The  goal  of  this  study  is  to  determine  the  impact  of  an  expandable 
versus  a  rigid  ERC  on  changes  in  the  location  and  deformation  of  the  prostate  gland  and  subse¬ 
quently  on  registering  prostate  images  acquired  with  and  without  an  ERC.  Sagittal  and  axial  7 
weighted  MR  images  wete  acquired  from  25  patients  receiving  a  combined  MR  imaging/MR 
spectroscopic  imaging  staging  exam  for  prostate  cancer.  Within  the  same  exam,  images  were  ac¬ 
quired  using  an  external  pelvic  phased  array  coil  both  alone  and  in  combination  with  either  an 
expandable  ERC  McdRad.  Pittsburgh.  PA)  or  a  rigid  ERC  (I  SA  Instruments.  Aurora.  OHi.  Rota¬ 
tions.  translations  and  deformations  caused  by  the  ERC  were  measured  and  compared.  The  ability 
to  register  images  acquired  with  and  without  the  ERC  using  a  manual  ngtd-body  registration  was 
assessed  using  a  similarity  index  (SI).  Both  ERCs  caused  the  prostate  to  tilt  anteriorly  with  an 
average  tilt  of  18.5:  (1 7  -5  ±9.9  and  1 9.5  a  1 1.3\  means  standard  deviation,  for  expandable  and  rigid 
ERC.  respectively).  However,  the  expandable  coil  caused  a  significantly  larger  distortion  of  the 
prostate  as  compared  to  the  rigid  coil:  compressing  the  prostate  in  the  ante rior/postcrio r  direction  by 
-S.lr3.0mm  vs  1 .2 ±2.2  mm  (14.5%  vs  4.8%)  (/i<0.000l).  and  widening  the  prostate  in  the 
right/lcft  direction  by  3.8±3.7  mm  vs  1.5±3.l  mm  (8.3%  vs  3.4%)  (p=0.004).  Additionally,  the 
ability  to  mauually  align  prostate  images  acquired  with  and  without  ERC  was  significantly  ( p 
<0.0001)  better  for  the  rigid  coil  (Sl=0.941  ±0.008  vs  0.899±0.033,  for  the  rigid  and  expandable 
coils,  respectively).  In  conclusion,  rise  manual  rigid-body  alignment  of  prostate  MR  images  ac¬ 
quired  with  and  without  the  ERC  can  be  improved  through  the  use  of  a  rigid  ERC.  C  2005 
American  Association  uf  Physicists  in  Medusne.  [DOI:  10.1118/1.2122467] 

Key  words:  expandable  civdc-rcctal  coil,  rigid  endorectal  coil,  prostate  distortion,  rigid  image 
registration.  MRI 


I.  INTRODUCTION 

Recent  studies  have  demonstrated  that  the  detection  and 
characterization  of  prostate  cancer  can  be  improved  by  com¬ 
bining  the  anatomic  and  metabolic  information  provided  by 
magnetic  resonance  imaging  (MRU  and  magnetic  resonance 
spectroscopic  imaging  IMRSI).  ‘  The  combined  prostate 
MRI  and  MRS  I  exam  can  be  performed  in  less  than  an  hour 
using  a  standard  clinical  1 .5  T  MRI  scanner  aisd  commer¬ 
cially  available  coils,  and  MR  vendors  arc  offering  or  are 
close  to  releasing  product  versions  of  this  exam.  An  expend¬ 
able  endorectal  coil'  (ERC)  integrated  into  a  pelvic  phased 
array  coil  is  commonly  used  fee  signal  reception  in  the  MRI/ 
MRSI  prostate  exam  due  to  the  improved  signal-to-noisc  ra¬ 
tio  (SNRI  and  better  spatial  resolution  MR  images  obtained 
as  compared  to  using  pelvic  phased  array  coils  alone.  *  The 
ERC  is  also  critical  for  the  acquisition  of  high  spatial  reso¬ 
lution  (=-0.3  cm' I  MRS!  data  of  the  prostate  due  to  the  ap¬ 
proximate  tenfold  increase  in  SNR  over  the  prostate  pro¬ 
vided  by  the  ERC  relative  to  external  phased  array  coils.11 


Several  recent  studies  have  utilized  MR1/MRS1  data  to  iden¬ 
tify  the  dominant  icgions  of  cancer  inside  the  prostate  for 
improved  radiation  treatment  planning. 11  '*  In  particular,  wc 
used  MRI/MRSI  to  escalate  dose  to  sc  levied  regions  inside 
the  prostate  without  compromising  the  dose  coverage  of  the 
prostate  and  the  protection  of  the  organs  at  risk  for  patients 
treated  with  high  dose  rate  brachy therapy.  However,  the 
displacement  and  distortion  of  the  prostate  caused  by  the 
ERC  used  in  staging  MRI/MRSI  exams  cause  difficulties 
with  alignment  of  live  MRI/MRSI  data  to  treatment  planning 
computed  tomography  (CT)  or  MR!  images  which  are  typi¬ 
cally  acquired  without  an  ERC  or  to  transrcctal  ultrasound 
planning  images  that  employ  an  endorectal  probe  having  a 
different  shape.  In  addition  to  the  commercially  available 
expandable  ERC.  a  number  of  rigid  ERCs  have  also  been 
designed  and  used  for  imaging  and  spectroscopic  studies  of 
the  prostate."  1  The  goal  of  this  study  is  to  determine  the 
impact  of  the  commonly  used  expandable  ERC  versus  a  rigid 
alternative  ERC  on  changes  in  location  and  deformation  of 


3569  Med.  Phys.  32  i12l.  December  2006  0094-240S/2005tt2i12l/3569riCVS22.50  C  2006  Am.  Assoc.  Pbys.  Med  3569 


15 


XI 70 


Kim  of  a!,  impact  of  sndornclal  coals  on  prostate  distortion 


3570 


the  prostate  gland  and  subsequently  on  registering  prostate 
images  acquired  with  and  without  these  ERCs. 

II.  METHODS  AND  MATERIALS 

A.  Patients  cohorts 

Twenty  biopsy  proven  prostate  cancer  patients  clinically 
ret  erred  for  a  combined  MRI/MRSI  staging  exam  between 
January  and  July  of  2003  were  studied.  Five  additional  pa¬ 
tients  were  enrolled  between  May  and  June  of  2005  and 
therefore  the  total  number  of  patients  for  this  study  was  25. 
The  study  was  approved  by  our  Committee  on  Human  Re¬ 
search  and  informed  consent  was  obtained  from  all  patients. 
The  patients  had  a  mean  Gleason  score  of  6.9  (6.6  for  the 
rigid  ERC  patients  versus  7.4  for  the  expandable  ERC  pa¬ 
tients)  and  a  mean  age  of  66  for  each  ERC  group.  The  aver¬ 
age  volumes  of  the  prostates  were  31.4  cm',  with  a  range 
from  15.1  to  47.7  cm  '  for  rigid  ERC  patients,  and  42.3  cm', 
with  range  from  14.8  to  91.8  cm'  for  expandable  ERC  pa¬ 
tients.  There  were  two  large  prostates,  at  63.5  cm’  for  patient 
Q  and  91.8  cm’  for  patient  R.  If  the  two  patients  wiih  large 
prostates  in  the  expandable  ERC  patient  group  are  excluded, 
the  mean  prostate  volume  for  the  remaining  eight  patients  is 
33 _5  cm*,  similar  to  the  rigid  ERC  patient  group. 

B.  MRI  protocol 

Combined  MRI/MRSI  was  obtained  using  either  a  rigid 
ERC  (15  studies,  referred  to  as  A  to  O.  USA  Instruments. 
Aurora  OH)  or  an  expandable  ERC  1 10  studies,  referred  to 
as  P  to  Y.  MedRad.  Pittsburgh.  PA;  in  combination  with  an 
external  phased  array  of  coils  on  a  1 .5  T  GE  system  (Signa 
GE  Medical  Systems,  Milwaukee.  WI).  For  rigid  coil  eases, 
the  USA  torso  phased  array  was  used,  white  the  GE  pelvic 
phased  array  w  as  used  foi  the  expandable  coil  eases.  These 
two  ERCs  were  selected  as  the  MedRad  coil  is  the  only  MR 
ERC  currently  available  commercially  and  the  USA  Instru¬ 
ments  ERC  is  commercially  manufactured  and  will  soon  be  a 
commercially  available  alternative  ERC.  Initially,  no  particu¬ 
lar  selection  process  was  used  to  assign  subjects  to  a  coil 
configuration.  During  the  course  of  this  study,  it  was  discov¬ 
ered  that  the  rigid  ERC  gave  less  distortion  than  the  expand¬ 
able  ERC  and  thus  the  rigid  ERC  became  the  coil  used  for  all 
our  radiation  treatment  planning  prostate  imaging  examina¬ 
tions.  Due  to  this  protocol  decision,  initially  only  five  sub¬ 
jects  were  studied  with  the  expandable  ERC.  whereas  an 
additional  ten.  totaling  15.  were  studied  with  the  rigid  ERC. 
To  improve  comparison  between  the  ERCs,  an  additional 
five  subjects  were  studied  with  the  expandable  ERC,  making 
the  final  numbers  15  for  the  ngid  ERC  and  ten  for  tne  ex¬ 
pandable  ERC. 

The  expandable  coils,  at  44  mm  right/Ictt  lR/1.1  by 
79  mm  superior  (inferior  (S/ll,  were  larger  than  the  rigid  coils 
at  22.5  mm  R/L  by  65  mm  S/1.  The  probes  themselves  also 
differed  in  size  aisd  shape.  The  expandable  ERC  had  a  circu¬ 
lar  cross  section,  once  inflated,  with  a  48  mm  diameter,  live 
rigid  probe  was  a  half  ellipse,  with  the  anterior  surface  flat. 
Its  R/L  extent  was  29  mm  and  its  antcriot/postcricr  (A/P) 
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extent  was  16.5  mm.  Hie  S/I  length  of  the  expandable  ERC 
probe  (86  mm)  was  also  longer  than  the  rigid  probe 
(82  mm). 

The  ERC  images  used  in  this  study  were  acquired  during 
a  PROSE1'  MRI/MRSI  staging  exam  GE  Medical  Systems, 
Milwaukee,  WI).15  The  details  of  the  MR  imaging  technique 
have  been  previously  described. '  "  In  brief,  patients  were 

examined  in  the  supine  position,  using  the  body  coil  for  ex¬ 
citation  and  a  combination  of  die  ERC  and  pelvic  phased 
array  for  signal  reception.  Thin-scctioo  high  spatial  resolu¬ 
tion  axial,  coronal  and  sagittal  T  •  weighted  fast  spin-echo 
images  of  the  prostate  and  seminal  vesicles  were  obtained 
using  the  following  parameters.  TRltimc  of  repetition  1/ 
effective  TEfcime  of  ccho)=5000/96  msec,  echo  train 
length=  16.  slice  thickness =3  mm.  .nter-slicc  gup=0  mm, 
field  of  view  (FOVI=14  cm.  matrix  256  x  192,  frequency 
direction  amcra-postcnor  (to  prevent  obscuration  of  the  pros¬ 
tate  by  ERC  motion  artifact),  and  three  excitations.  The  ERC 
was  removed  at  the  end  of  the  staging  MRI/MRSI  exam  with 
the  subject  remaining  on  the  imaging  table.  Additional  sag¬ 
ittal  and  axial  fast  spin  echo  7\  weighted  images  were  ac¬ 
quired  without  the  ERC  using  the  phased  array  coil  alone  for 
signal  reception.  As  with  the  ERC.  patients  were  scanned  in 
the  supine  position.  All  imaging  acquisition  parameters  were 
the  same  as  for  the  ERC  images  except  for  increasing  the 
FOV  to  16  cm  in  order  to  compensate  for  the  reduction  in 
SNR  obtained  without  tne  use  of  an  ERC. 

C.  ERC  induced  charges  in  prostate  location 
and  shape 

To  assess  the  effect  of  the  ERCs  on  the  location  and  shape 
of  the  prostate.  R/L.  .A/P.  and  S/I  lengths  and  positions  of  the 
prostate  were  nteasured.  Measurements  were  obtained  on  die 
MR  images  acquired  with  and  without  an  ERC.  The  user 
modified  the  image  intensity  (window/lcvcl)  settings  to  best 
depict  the  anatomy  in  question.  Such  settings  were  not  con¬ 
sistent  within  ot  across  subjects  due  to  the  differences  in 
signal  of  the  images  obtained  with  an  ERC  versus  without 
and  due  to  inter-patient  variability.  Prior  to  tw  o-dimensional 
(2D)  image  registration,  the  MR  images  acquired  with  and 
without  the  presence  of  ERCs  were  rotated  to  align  the  data 
into  the  same  plane,  approximately  perpendicular  to  the  long 
Isupcrior-infcriorl  axis  of  the  prostate.  The  amount  of  rota¬ 
tion  was  detennined  by  the  difference  between  the  series 
angle  and  the  prostate  angle.  The  prostate  angle  was  defined 
as  the  angle  ( (f)  betw  een  the  line  perpendicular  to  the  axis  of 
magnet  bore  and  the  long  axis  (S/I  direction)  of  the  prostate. 
The  axial  T2  weighted  prostate  images  in  this  study  were 
often  acquired  obliquely  in  the  S/I  dimension  in  order  to 
obtain  true  axial  images  through  the  prostate,  and  needed  to 
be  accounted  for  when  calculating  the  prostate  angle.  This 
oblique  angle  was  referred  to  as  the  series  angle  and  was 
obtained  from  the  scries  image  header.  The  prostate  angle 
was  determined  using  T,  weighted  sagittal  MR  images  taken 
at  the  middle  of  the  prostate  (Fig.  1).  Three  approaches  (L  II 
and  III)  were  used  to  draw  a  line  along  the  superior- inferior 
direction  of  the  prostate  in  order  to  define  a  long  axis  (S/I 


16 


3571 


Kim  r\ «i:  impact  of  andornd*  co*l*  on  prostAt*  distortion 


3571 


Kn;  I.  1  ucifhicxl  MX  ina 

^?cv  iluw;raun<?  '.tte  ihrcc  approaches 
ii%nJ  5u  ilrKmiirK  ihr  pn.wd.iic  irjiir 
Afpr«iM.b  I  .i%td  fm  :*>  and  ml. 
Approach  11  lor  \c\.  ifld  ,\ppfua*.fc  111 
far  '’ill  Tlr  «itcr*©V’***rr«nr  lA'PI 
r  (dohal  line  in  ;Hr  \>V  dim  - 
xi*  m  «M>  «LV*<.  l2L  U1  toil 

»pcdivd>  The  prorUftr  «r^lr  <  #, 
curved  iLi.tn.-d  utto»i  uas  measured 
jL'cniercliijkwivc  rvtnkccn  the  pcocuae 
SiT  lHiv  IPA)  md  «hr  Icne  perpanluv- 
lir  Ui  *.!»:  &Aifc  of  in»|?*ci  burr  'c«- 
jwesveC  witfc  a  dot  «ira*ptr.  mm),  the 
pre stale  angle  was.  HNWI.  MO. 2.  VI  _3 
•nil  114.5'  fa*  <»l.  <bi.  (c)  »md  1*11.  re- 
tpeedvefy.  la  GO,  Im.  and  Id),  the 
strajglu  Lee  along  the  anlencr  and 
pwacriur  rtirfftdr  irf  ;be  prr*uic  w  ile- 
finod  ms  AL  rod  P(  ,  Trspnr.tvrfy  In 
k  L*G  and  P/  siafti  ler  central  gland 
and  peripheral  rcnc  of  the  prostate.  In 
id!,  Rl  menu  'hr  biw*w  lire  Hr- 
tween  AL  and  PL 


w  «* 


direction  I  of  the  prostate,  and  thus,  the  prostate  angle.  Three 
approaches  were  necessary  due  to  the  inability  to  clearly  vi¬ 
sualize  the  anterior  and  posterior  surfaces  of  the  prostate,  the 
surgical  pseudo  capsule  and'oi  when  there  were  dramatic 
changes  in  the  A/P  w  idth  of  the  prostate  between  the  ERC  in 
and  ERC  out  acquisitions. 

The  three  approaches  use  different  methods  to  determine 
the  long  axis  of  the  prostate  The  angle  between  this  line  and 
the  line  perpendicular  to  the  axis  of  magnet  bare  is  then 
calculated  as  the  prostate  angle.  Approach  l  worked  for  17 
out  of  the  25  studies  1 12  out  of  15  for  rigid  ERCs  and  5  out 
of  10  for  expandable  ERCs).  In  this  approach,  the  long  axis 
of  the  prostate  was  simply  calculated  based  on  drawing 
straight  lines  along  the  posterior  and  anterior  surfaces  of  the 
prostate  and  determining  live  bisector  of  these  lines  (i.c..  the 
av  erage  of  the  two  angles)  [Figs.  I(a,i  and  1(b)].  Approach  II 
was  used  for  six  studies  (patients  E.  N.  O  for  rigid  ERCs  and 
Q,  R.  U  for  expandable  ERCs).  In  these  cases,  there  was  a 
greater  than  10%  increase  in  the  A/P  dimension  of  the  pros¬ 
tate  causing  a  large  difference  in  the  prostate  angle  dctei- 
mined  using  lines  drawn  along  the  posterior  and  anterior 
surfaces  of  the  prostate.  Howes  cr,  in  these  cases,  the  surgical 
pseudo  capsule  which  separates  the  central  gland  from  the 
peripheral  zone  was  well  v  isualized  and  a  line  drawn  along 
the  surgical  pseudo  capsule  could  be  used  to  define  the  long 
axis  of  the  prostate  [Fig.  1(c)].  In  the  remaining  two  eases 
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I  patients  P  and  T  for  expandable  ERC  I.  there  was  a  more 
than  10%  increase  in  the  A/P  dimension  and  the  surgical 
pseudo  capsule  was  not  well  visualized.  In  these  eases  (Ap¬ 
proach  III),  the  long  axis  of  the  prostate  was  calculated  based 
on  the  average  of  the  angle  formed  by  the  bisector  of  the 
anterior  and  posterior  lines  and  the  angle  determined  by  the 
posterior  line  [Fig.  1  (d)].  In  each  patient,  the  same  approach 
was  always  taken  for  the  ease  with  an  ERC  and  the  ease 
without  an  ERC.  It  is  recognized  that  the  three  approaches 
may  determine  a  different  absolute  angle,  as  they  are  based 
on  different  anatomical  landmarks.  However,  the  intent  was 
to  determine  a  procedure  to  consistently  calculate  the  differ¬ 
ence  in  rotation  of  the  prostate  when  imaged  with  an  ERC 
versus  without  an  ERC.  To  evaluate  ihc  effect  of  the  diffciem 
approaches,  all  three  approaches  were  performed  in  the  pa¬ 
tterns  for  whom  Approach  l  was  possible. 

In  order  to  assess  tne  change  in  position  and  shape  of  the 
prostate  caused  by  the  expandable  and  rigid  ERCs.  rotation 
in  die  sagittal  plane  (Ror^).  and  translations 
(Tim  ,r,vr,7's'i),  and  deformations  (Cut- Dm?, 0m)  along 
the  Rj'L.  A/P  and  S/I  dimensions  were  determined.  Rotations 
of  the  prostate  in  corona!  and  axial  planes  (Ri/rc„ ,  Ror^) 
were  visually  negligible.  Changes  in  the  prostate  angle  on 
ERC-in  versus  ERC-out  eases  were  calculated  and  statisti¬ 
cally  compared  for  the  ERCs  (rigid  and  expandable)  using  a 
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nunpar amctric  tent.  Wilcoxon  matt. lied- pairs  signed-rank  test, 
and  were  subsequently  used  to  rotate  live  prostate  dan  up  im¬ 
age  alignment 

The  translations  in  the  R/L  and  A/P  dimensions 
(TjoL.T^r,1  were  measured  in  the  axial  plane  since  image 
registration  between  studies  was  performed  in  the  axial 
plane.  The  translation  in  the  S/I  dimension  (Tvd  was  deter¬ 
mined  by  selecting  a  ERC-ru  axial  MR  image  showing  the 
same  anatomy  (ejaculatory  ducts,  urethra,  benign  prostata: 
hyperplasia  nodules)  as  a  ERC-out  axial  MR  image 

Defonnation  of  the  prostate  in  the  R/L  and  A/P  dimen¬ 
sions  was  determined  by  manually  measuring 

the  maximum  R/L  and  .VP  distances  of  the  prostate  between 
axial  images  acquired  with  and  without  the  ERC.  Two  edge 
points  of  the  prostate  in  both  the  approximate  R/L  and  ap¬ 
proximate  A/P  dimensions  were  visually  selected  to  measure 
the  maximum  extent  of  the  prostate  in  the  R/L  and  A/P  di¬ 
mensions.  Hence,  sometimes  the  maximum  R/L  and  .A/P 
measures  of  the  prostate  were  not  perfectly  perpendicular,  as 
in  Figs.  3(c)  and  3(d).  although  in  general  they  were  perpen¬ 
dicular  to  each  other.  The  deformation  of  the  prostate  in  the 
S/I  dimension  (0V|)  was  measured  using  the  total  number  of 
axial  images  containing  the  prostate  acquired  with  and  with¬ 
out  the  ERC.  Since  deformation  visually  changed  along  the 
length  of  the  prostate,  separate  defonnation  measurements 
were  made  using  axial  images  taken  from  the  prostaiic  base, 
midgland  and  apex. 


D.  Image  registration 

The  ability  to  register  images  acquired  with  and  without 
the  ERC  was  determined  using  a  manual  rigid-body  registra¬ 
tion  and  assessed  using  a  similarity  index  (SI).  Two  in¬ 
dependent  observers  did  the  contouring  and  registration  pro¬ 
cess  for  all  patients  to  assess  inter-observer  differences  on 
the  calculated  SI.  To  accomplish  this,  the  contour  of  the  pros¬ 
tate  was  manually  drawn  on  each  contiguous  2D  ax.al  MR 
image  forming  a  three-dimensional  (3D)  volume  that  was 
aligned  between  images  acquired  w  ith  and  without  the  ERC. 
Prior  to  contouring  the  prostate,  the  contiguous  2D  MR  im¬ 
ages  were  stacked  together  to  form  a  3D  volume,  and  the 
volume  was  rotated  in  the  sagittal  plane  by  me  difference  in 
prostate  angle  after  accounting  for  the  series  angle 
=  (MR1  series  angle  -  prostate  anglc)TJ(c  -  (MR!  series 
angle-prostate  angich  m  ,„il.  Subsequently,  the  resolution 
(mm/pixel)  of  the  ERC-in  MR  images  was  changed  co  equal 
that  of  the  ERC-out  MR  images  and  the  ERC-in  and  ERC- 
out  images  were  visually  aligned  in  the  S/l  dimension  based 
oo  the  anatomy  of  the  prostate.  Finally,  contours  were  manu¬ 
ally  drawn  on  the  2D  images  outlining  the  prostate,  and  the 
contoured  ERC-in  volume  was  translated  in  the  R/L  and  A/P 
directions,  based  on  the  mean  value  of  the  R/L  and  A/P  co¬ 
ordinates  of  the  contoured  ERC-out  volume. 

The  exactness  of  image  registration  between  ERC-in  and 
ERC-out  contoured  volumes  was  evaluated  using  a  SI  value. 
The  SI  value  (ranging  from  0  to  I )  was  de lined  as  the  ratio  of 
twice  the  common  area  l.-UTfii  to  the  sum  of  the  individual 
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areas  IA+fll.  For  example,  if  the  contoured  volumes  were 
perfectly  matched,  the  SI  value  would  be  I,  whereas  no  over¬ 
lap  would  result  in  a  SI  value  of  0. 

S1  =  W=  2e 

AwR  a-b  +  lc' 

w  here  "A"  and  "If  arc  the  two  contoured  volumes,  "a"  is  the 
area  belonging  to  only  contour  volume  A.  “b”  is  the  area 
occupied  by  only  contoured  volume  "B"  and  "r”  is  the  over¬ 
lapping  region  between  volumes  A  and  B. 

III.  RESULTS 

A.  Impact  of  ERC  on  prostate  location 

There  were  17  eases  in  w  hich  the  increase  in  A/P  dimcn- 
sion  was  less  than  10%.  and  thus.  Approach  I  for  determin¬ 
ing  the  prostate  angle  could  be  applied.  All  three  approaches 
described  in  See.  11  C  were  performed  in  these  subjects  and 
summarised  in  Table  L  As  described  in  me  methods,  these 
approaches  measure  the  prostate  angle  differently  and  thus, 
determine  different  angles.  For  a  prostate,  the  prostate  angle 
is  significantly  different  depending  on  which  approach  was 
employed  [p<  0.000 1  by  Friedman  test,  nonparamctric  re¬ 
peated  measures  ANOVA  (Analysis  of  variation  between 
groups)]  and.  in  general,  the  largest  angle  is  measured  by 
Approach  L  the  second  by  approach  III 
{6.4  ±3.6°  less  than  Approach  I).  and  the  smallest  by  Ap¬ 
proach  II  (I3.2=8.0=  less  than  Approach  I],  Five  case  with 
the  largest  discrepancy  in  measured  angles  had  less  than  30“ 
variation  among  me  three  approaches  (Table  I).  The  prostate 
angles  detennined  for  each  subject  were  used  to  rotate  the 
ERC-in  and  ERC-out  image  data  into  the  same  plane.  Foi 
this,  the  difference  in  angle  between  ERC-in  and  ERC-out 
studies  is  of  primary  relevance  and  was  not  significantly  dif¬ 
ferent  for  the  three  approaches  i/>=0.1 134  by  Friedman  test). 
The  mean r standard  deviation  values  of  the  angle  difference 
were  20.0s  114,  19.7=9.8  and  21.8=  1 1.3  for  Approaches  I. 
II  and  III,  respectively. 

Figure  2  summarizes  the  chaugcs  in  prostate  angle  be¬ 
tween  ERC-in  and  ERC-out  studies  for  the  25  patient  studies 
115  rigid  coil  studies,  and  10  expandable  coil  studies).  As 
observed  in  Fig.  2.  both  ERCs  [Fig.  2(a) — rigid  coil,  Fig. 
2(b) — expandable  coil]  caused  me  superior  portion  of  the 
prostate  to  tilt  anteriorly  with  an  average  angle  of  18-5°. 
Specifically,  the  mean  angle  change  between  ERC-in  and 
ERC-out  was  19.5s  for  the  rigid  coil,  and  1 74s  for  live  ex¬ 
pandable  coil. 

B.  Impact  of  ERC  on  prostate  deformation 

As  can  be  seen  in  comparing  Fig.  1(a)  with  Fig.  1(b),  the 
presence  of  the  rigid  ERC  did  not  affect  the  S/1  length  of 
prostate  as  compared  to  me  images  acquired  without  the 
ERC.  Quantitatively,  the  difference  in  the  S/I  length  of  the 
prostate  measured  between  images  acquired  with  and  with¬ 
out  cither  ERC  was  always  less  than  the  thickness  of  an  axial 
MR  image  (3  mm). 
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Figure  3  shows  representative  axial  MR  images  taken 
from  the  midgland  of  two  patterns  acquired  with  (a)  and 
without  (b)  the  expandable  ERC  and  with  (c)  and  without  Id) 
the  rigid  ERC.  respectively.  Visually,  it  is  apparent  from  Fig. 
3  that  the  larger  expandable  ERC  distorted  die  prostate  to  a 
greater  degree  in  both  the  R/L  and  .VP  dimensions  as  com¬ 
pared  to  tlx:  smaller  rigid  ERC.  Quantitatively,  the  prostate 
was  0.51  cm  (12.8%)  larger  in  the  R/L  dimension  when  us¬ 
ing  the  expandable  coil  (4.50  vs  S.OO  cm)  and  only  0.12  cm 
(3%)  larger  when  using  the  rigid  coil  (4.19  vs  4.07  cm).  In 
the  VP  dimension,  the  prostate  was  compressed  by  0.23  cm 
(7.5%)  for  the  expandable  coil  (2.84  vs  3.07  cm),  while  it 
was  negligibly  different  for  the  rigid  coil.  0.05  cm  12%) 
(2.51  vs  2.56  cm). 

Figure  4  graphically  summarizes  the  VP  lal  and  R/L  lb) 
distortions  for  the  rigid  (squares)  and  expandable  (circles) 


ERCs  at  the  base,  midgland  and  apex  of  the  prostate,  with 
the  numerical  values  reported  in  Table  11.  Similar  to  the  rep¬ 
resentative  cases  shown  in  Fig.  3.  on  average  the  expandable 
coil  caused  a  significantly  larger  distortion  of  the  prostate  as 
compared  to  the  rigid  coil,  compressing  the  prostate  in  the 
VP  direction  by  4.1  =3.0  mm  (mean = standard  deviation  I  vs 
1.2=2 .2  ram  (14.5%  vs  4.8%)  (p<0.000l).  and  widening 
the  prostate  in  the  R/L  direction  by  3.8= 3.7  mm  vs 
15=3.1  mm  (8.3%  vs  3.4%)  (/>=0.004).  Additionally,  the 
expandable  coil  consistently  caused  larger  distortions  along 
the  S' I  length  of  the  prostate  (base,  midgland  and  apex  of 
gland  I  as  compared  to  the  rigid  coil,  with  the  distortions 
being  significantly  larger  (p<  0.051  at  all  locations  except 
for  the  A/P  dimension  at  the  midgland  and  the  R/L  dimension 
at  the  base  and  apex  of  prostate  due  to  the  large  variability  of 


Isre;  It  tlK  mi. m i  .mutant  deviation  .V.1!'  i  A|  mil  SUL  I  IS!  dninronni  lor  ibe  WH  »  n  Uie  him.  nialtUnd  md  ct  Ae  {enttxe  Sign! deuce  between 
tbc  LXC.  a  Lure  hired  on  Minn  W'himcy  rink  mm  test 


i  S !  <VT*  .|i*i;«rvr  (kefr***  rvlwnw  FRC-in 

.Vl  regiixi  of 

pnifcUfte 

v<t*u%  FRC-out  9iudicx  lunn  *  urr^l 
type  o e  kkc 

Mean 

IreUnve  charge 

Standard 

£eviicjon 

Bjv 

15  ngjd  raw* 

1  (fi  {49%) 

2.22 

Dp— ixm  is> 

10  cipundifclc  ewe* 

+1  (112*) 

2.17 

Mid 

13  n^isi  a»o 

1.17  (5.791) 

2.75 

ijy=0 1)593) 

10  c»jnr»;UWc  /jci 

382  ()  JOT) 

3  22 

Apn 

15  rigid  ujw* 

081  (31*) 

177 

(P-0.0I6J) 

10  ctfuodafclc  case* 

*36(173911 

3.58 

(Ri  R.'l  lidijtrvr  inctrjw  bc:urc"  FRC-in 
•VI  rrjfinn  of 

»»  FRCsn*  Xvdrx  lunrt  i»  mm  l 

Type  of  ERC 

Mean 

SdmdirJ 

premise 

ireluive 

lievurjoo 

Hw 

1 5  rigid 

145(4  2*) 

3.49 

(p=0ty709/ 

10  cijxwdaHc  Ctttt 

3  76  (7  7*) 

3.74 

Mid 

13  npc  lovcv 

1.6!  (43* ) 

339 

i>-0j0!J> 

10  exfundzfclc  cue* 

1*4  (83*) 

2.75 

Apn 

1 5  rigid  owe* 

142(42*) 

2.73 

(p=n  2852) 

10  ctjwirUHc  omc* 

3.55  (90*) 

466 

Medical  Physics.  Vex.  32.  No.  12.  December  2005 


19 


3574  Kim  *r  at..  Impact  of  endornct.w  coal*  on  prostate  distortion  3574 


(*) 


Fa.  2  Saanmwry  isf  llw  it«n|n  in  pT'Walc  an  |t  If  iirturm  FltC-in  mil 
.  I '  ■  I  Mil  -I'  and  (b)  in  rapaml- 

atilt  fcKl  studies  (I*  Y). 


these  measurements  [Figs.  4(a)  and  4(b)].  There  was  no  sig¬ 
nificant  difference  in  the  degree  of  deformation  with  location 
(apex,  midgland  and  base)  for  cither  ERC. 

C.  Registration  of  images  acquired 
with  and  without  ERC 

Figure  5  shows  representative  eases  (at  the  hasc.  mid¬ 
gland  and  apex  of  prostate  of  the  quality  of  image  registra¬ 
tion  attained  alter  rotations  and  translations  far  a  rigid  coil 
ease  [Fig.  5(a)]  and  an  expandable  coil  ease  [Fig.  5(b)].  it  is 
visually  clear  that  the  registration  of  images  acquired  with 
and  without  the  expandable  coil  [Fig.  5(b)]  is  not  as  good  as 
the  registration  of  images  with  and  without  the  rigid  coil 
[Fig.  5(a)]  due  to  the  larger  A/P  and  R/L  distortions  caused 
by  the  expandable  coil.  Figure  6  graphically  demonstrates 
the  improvement  in  the  similarity  index  attained  using  the 
rigid  coil.  Quantitatively,  me  ability  to  align  prostate  images 
acquired  with  and  without  ERC  was  significantly  (p 
<0.0001)  bcttci  for  die  rigid  coil  (SI =0.9-1 1  ±0.008.  range 
from  0.925  to  0.952)  than  for  the  expandable  coil  (SI 
= 0.899  r  0.033,  range  from  0.812  to  0.9281.  In  addition,  the 


average  difference  of  SI  values  calculated  by  two  different 
observers  is  0.0059  with  maximum  difference  of  0.01972. 
There  was  no  significant  difference  between  the  two  observ¬ 
ers  (p  value  is  0.3525  using  Wilcoxon  matched-pairs  signed- 
ranks  test)  in  obtaining  SI  values  using  rigid  image  registra¬ 
tion  between  ERC-in  anJ  ERC -out  MR  images.  However, 
each  prostate  contour  for  a  prostate  is  different  to  a  certain 
extent  depending  on  each  observer. 

IV.  DISCUSSION  AND  CONCLUSION 

Recently,  there  have  been  a  number  of  published 
approaches'  ‘  "  foe  the  alignment  of  high  spatial  resolution 
prostate  MRI  and  in  some  eases  MRS  I  data  acquired  using 
an  ERC  with  ultrasound.  CT  or  MR  radiat.on  treatment  plan¬ 
ning  images  acquired  without  die  use  of  the  ERC  or  with  a 
differently  shaped  transrcetal  ultrasound  probe.  A  majority  of 
these  studies  utilized  a  commercially  available  expandable 
ERC  for  MR  acquisition.  "  '  However,  at  least  two 
studies^'  employ  ed  a  rigid  ERC  for  the  acquisition  of  the 
MRl/MRS!  data.  In  this  study  we  demonstrate  dial  while 
both  types  of  ERCs  similarly  displace  the  prostate,  the  use  of 
a  smaller  rigid  coil  significantly  reduces  the  deformation  of 
the  prostate,  allowing  for  more  accurate  image  registration 
using  a  manual  rigid-body  approach.  The  commercially 
available  expandable  ERC  is  larger  in  size  titan  the  rigid 
alternative  ERC.  Thus,  the  independent  effects  of  size  and 
malleability  could  act  be  determined  in  this  study. 

Specifically,  we  found  that  both  rigid  and  expandable 
ERCs  caused  dtc  prostate  to  tilt  anteriorly  with  an  average  of 
1 8.5°  in  the  sagittal  plane.  This  rotation  changed  the  position 
of  die  prostate  relative  to  the  surrounding  anatomy  (pubic 
symphysis,  ischial  bone,  rectum,  bladder  and  so  forth),  mak¬ 
ing  the  use  of  external  anatomy  inaccurate  for  the  registra¬ 
tion  of  the  ERC  prostate  images  to  treatment  planning  im¬ 
ages.  Therefore  the  approach  taken  w  as  to  use  the  prostate 
itself  for  registration  of  the  imaging  data.  How  ever,  prior  to 
registering  me  ERC  images  to  the  treatment  planning  im¬ 
ages.  the  ERC  images  needed  to  be  corrected  for  die  anterior 
tilt  of  die  prostate. 

Neither  ERC  caused  a  significant  change  in  the  S/I  length 
of  the  prostate.  Hirosc  et  a/.'1  also  observed  a  negligible 
deformation  (median  of  1.5  mm)  in  the  S/I  dimension  be¬ 
tween  pre-operative  and  intraoperative  MR  prostate  images. 
However,  in  this  study  the  larger  expandable  ERC  caused 
both  a  33-fold  larger  compression  of  the  prostate  in  the  A/P 
direction,  and  a  23-fold  larger  widening  of  the  prostate  in 
the  R/L  direction  as  compared  to  the  smaller  rigid  ERC.  In 
the  study  by  Hirosc  ei  a/..  "  the  expandable  ERC  caused  a 
mean  decrease  of  4.9  mm  in  the  A/P  dimension  and  4.5  mm 
widening  in  R/L  dimension  that  were  close  to  the  values 
reported  in  mis  study  (4.1  and  3.8  mm).  A  possible  explana¬ 
tion  for  the  small  difference  in  gland  distortion  between  die 
two  studies  was  that  the  non-ERC  images  in  the  study  by 
Hirosc  ei  al ' '  were  acquired  with  a  rectal  obturator  typically 
used  dunng  brae hy  therapy  to  fix  the  prostate.  For  both  ERCs 
there  was  no  significant  difference  in  the  degree  of  deforma¬ 
tion  with  S/I  location  of  prostate  I  apex,  midgland  and  hasc). 
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The  larger  distortion  of  the  prostate  induced  by  the  ex¬ 
pandable  ERC  resulted  in  poorer  rigid  image  registration  as 
reflected  by  a  significantly  reduced  similarity  index 
(0.899=0j033)  than  that  obtained  for  the  rigid  coil 
(0.94=0.008).  Although  the  registration  performed  in  this 
study  involved  only  manual  rotations  and  translations  with¬ 
out  any  correction  for  deformation,  the  mean  SI  value  ob¬ 
tained  for  tine  rigid  ERC  (0.94, 95**  confidence  interval  (Cl). 
0.937-0  9461  was  identical  to  a  prior  study  involving  3D 
image  registration  using  biomechanical  finite  element  model 
for  the  registration  of  expandable  ERC-in  and  ERC -out  im¬ 
ages  (0.94.  95%  Cl.  0.89-0.99). However,  that  study  in¬ 
volved  subjects  scanned  in  two  different  positions,  supine 
and  lithotomy,  which  may  have  also  contributed  to  gland 
distortion  and  poorer  image  registration. 

In  the  current  study,  there  w  as  deformation  of  the  prostate, 
primarily  in  the  axial  plane.  Thus,  a  method  to  improve  upon 
our  current  rigid  image  registration  might  be  to  first  perform 
a  rigid  body  rotation  as  we  have  done,  but  then  apply  a  2D 
defonnablc  alignment  such  as  B-spline"  or  finite  element 


method'’  1  ‘  in  the  axial  plane.  Further  improvements  might 
be  obtained  with  a  3D  deformable  technique  such  as  in  Bhar- 
atha  el  ui.  "  Such  approaches  will  need  to  be  investigated 
further  and  compared  to  evaluate  the  benefits  and  drawbacks 
of  the  individual  methods  for  this  pcpulaiion. 

In  tikis  study,  three  different  approaches  (described  in  Sec¬ 
tion  II  Cl  wete  applied  to  define  the  prostate  angle.  It  was 
shown  that  there  is  an  insignificant  angle  difference  between 
ERC-in  and  ERC-out  study  for  the  three  approaches  in  spite 
of  the  different  prostate  angles  measured  by  the  three  ap¬ 
proaches.  Tlic  impact  of  the  actual  prostate  angle  measured 
by  tike  three  different  approaches  on  prostate  deformation 
and  on  the  2D  manual  image  alignment  was  investigated  to 
confirm  that  the  different  approaches  to  measuring  the  pros¬ 
tate  angle  did  not  affect  the  results.  The  /VP  and  R/L  dimen¬ 
sion  deformations  and  tl»c  SI  values  were  measured  using  all 
three  approaches  for  prostate  B  which  lias  the  largest  dis¬ 
crepancy  m  prostaic  angles  between  three  approaches  (the 
angle  differences  between  Approaches  [  and  11  arc  2 1 .8"  for 
the  ERC-in  ease  and  29. I=  for  the  ERC-out  ease  while  the 
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angle  differences  between  Approaches  II  and  III  ate  18.6s 
(ERC-in)  and  22.0°  (ERC -out  I  The  mean  r  standard  Jcv  ia- 
cion  of  A/P  and  R/L  dime  ns  am  distortions  of  die  three  ap¬ 
proaches  is  less  than  a  pixel  sn  size,  0.4  r  0.4  mm 
(0.9r0.8%)  with  a  maximum  of  1.3  mm  (2.5'SI  for  the  R/L 
dimension  at  the  apex  of  prostate.  There  is  no  significant 
ditYetenee  in  .VP  and  R/l.  distortions  among  all  three  ap¬ 
proaches  ip =0.4297  by  Friedman  test).  The  SI  values  are 
0.939,  0.959.  and  0.953  for  Approaches  I,  II  and  IH.  respec¬ 
tively.  These  values  are  only  I9fc  or  less  different  and  arc 
much  less  different  than  the  mean  values  for  the  rigid  10.941) 
and  expandable  (0.899)  ERCs.  Therefore,  the  three  different 
approaches  to  determine  the  prostate  angle  do  not  appear  to 
hav  e  significant  effects  on  the  determination  of  A/P  and  R/L 
distortions  or  on  the  manual  alignment  SI  values. 

One  concern  of  the  current  study  is  that  two  of  the  ex¬ 
pandable  ERC  subjects  had  unusually  large  prostates  163.5 
and  91.8  cm'  versus  the  remaining  mcan=33.5  cm' I.  Calcu¬ 
lating  expandable  ERC  distortions  and  the  SI  from  image 
registration  with  or  without  these  eases  did  ism  have  a  sig¬ 
nificant  effect  on  the  results.  Without  these  two  subjects,  the 
R/L  expansion  of  the  prostate  remained  the  same,  at  8.3*%, 
and  the  A/P  compression  was  slightly  and  insignificantly 
less,  at  12.6ft  a 2.3  (versus  14.59  =2.4  with  all  expandable 
ERC  subjcctsl.  These  distortions  were  still  significantly 
larger  than  those  with  the  rigid  ERC.  When  removing  the 
large  prostate  cases,  the  mean  SI  value  for  the  expandable 
ERCs  remained  a:  0.897,  indicating  the  negligible  effect  of 
the  prostate  size  on  ngid  image  registration,  at  least  for  these 
two  large  prostate  eases. 

The  current  study  has  several  'limitations  due  to  the 
manual  nature  of  the  registration  procedures  used,  including. 
(I)  the  definition  of  the  prostate  angle  is  sensitive  to  the 
experience  of  the  reader.  (2)  the  contouring  of  the  prostate 
gland  from  images  acquired  without  an  ERC  had  an  intrinsic 
uncertainty  due  to  poorer  image  quality,  and  (3)  the  contour¬ 
ing  of  the  prostate  from  2D  images  acquired  with  and  with- 
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out  an  ERC  suffers  from  the  fact  that  the  image  slices  arc  not 
at  the  exact  same  anatomical  locations  within  the  prostate. 

In  conclusion,  both  rigid  and  expandable  ERC  caused  a 
significant  anterior  tilt  of  the  superior  aspect  of  the  prostate 
in  the  sagittal  plane  and  it  is  important  to  correct  for  this 
rotation  when  registering  images  acquired  with  and  without 
an  ERC.  The  smaller  rigid  ERC  induced  significantly  less 
deformation  of  the  prostate  in  the  R/L  and  A/P  dimensions 
than  the  larger  expandable  ERC  leading  to  better  ngid  image 
registration  of  images  acquired  w  ith  and  without  an  ERC. 
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Abstract 

Purpose:  To  establish  an  inverse  planning  set  of  parameters  (class  solution)  to  boost  dominant 
intra-prostatic  lesion  (DIL)  defined  by  MRI/MRSI. 

Methods:  For  15  patients,  DIL  were  contoured  on  CT  or  MR  images.  A  class  solution  was 
developed  to  boost  the  DIL  under  the  dosimetric  requirements  of  (i)  the  RTOG-0321  protocol.  To 
determine  the  maximum  attainable  level  of  boost  for  each  patient,  five  different  levels  were 
considered,  at  least  110%,  120%,  130%,  140%  and  150%.  The  maximum  attainable  level  was 
compared  with  the  plan  without  boost  using  cumulative  dose  volume  histogram  (DVH). 

Results:  DIL  dose  escalation  was  feasible  for  11/15  patients  under  the  requirements.  The  planning 
target  volume  (PTV)  dose  was  slightly  increased,  while  the  DIL  dose  was  significantly  increased 
without  any  violation  of  requirements.  With  further  manual  adjustment  the  dose  escalation  was 
feasible  for  13/15  patients  under  requirements. 

Conclusion:  Using  a  class  solution,  a  dose  escalation  of  the  MRI/MRSI  defined  DIL  up  to  150% 
while  complying  with  RTOG  dosimetric  requirements  is  feasible.  This  HDR  brachytherapy 
approach  to  dose  escalation  allows  a  significant  dose  increase  to  the  tumor  while  maintaining  an 
acceptable  risk  of  complications. 
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Introduction 

High  dose  rate  (HDR)  brachytherapy  can  safely  and  accurately  deliver  radiation  dose  to  prostate  cancer. 
HDR  brachytherapy  employs  catheters  inserted  directly  into  the  prostate,  guided  by  transrectal  ultrasound 
(TRUS),  and  adjusts  source  dwell  times  along  the  catheters  with  a  remotely  controlled  afterloader. 
Advancements  recently  made  in  imaging  technology  have  improved  the  accuracy  and  effectiveness  of 
HDR  prostate  brachytherapy  planning.  The  anatomical  information  obtained  from  computed  tomography 
(CT)  and  magnetic  resonance  imaging  (MRI)  images  can  be  displayed  along  with  the  dose  distribution 
within  the  target  and  the  organs  at  risk  (OAR)  and  significantly  improves  the  control  of  the  dose 
distribution  [10,  14].  The  functional  imaging  information,  MR  spectroscopic  imaging  (MRSI)  combined 
with  MRI  and  translated  into  the  planning  CT  or  MRI,  was  introduced  into  HDR  prostate  brachytherapy  in 
order  to  better  identify  dominant  intra-prostatic  malignant  lesions  (DILs)  within  the  prostate  and  to 
escalate  the  dose  on  the  DIL  [16].  Several  clinical  follow-up  studies  demonstrated  that  improved 
biochemical  control,  a  higher  survival  rate  and  a  lower  risk  of  complications,  is  achieved  by  the  dose 
escalation  of  prostate  cancer  with  HDR  brachytherapy  [1,  11-12,  17].  In  addition,  the  development  of 
anatomy-based  inverse  planning  dose  optimization  for  HDR  brachytherapy  can  produce  a  highly 
conformal  dose  profile  within  one  minute,  with  more  than  90%  of  the  prostate  volume  covered  with  the 
prescribed  dose  and  a  clinically  acceptable  sparing  of  OAR  [2,  7-9].  Furthermore,  the  concept  of  class 
solution  commonly  used  in  intensity  modulated  radiation  therapy  (IMRT)  [5,  15,  19]  is  now  available  in 
brachytherapy.  The  class  solution  of  an  inverse  planning  routine  can  reduce  the  variation  of  treatment  plan 
quality  across  different  users  and  can  dramatically  decrease  the  treatment  planning  time. 

In  this  study  we  developed  a  class  solution  for  boosting  MRI/MRS  defined  DILs  in  inverse  planned 
HDR  brachytherapy  of  prostate  cancer. 

Methods  and  Materials 

Patient  cohorts 

We  used  data  from  15  HDR  patients  with  MR  I/M  RSI  defined  DILs  (patients  A  to  O).  The  mean  ± 
standard  deviation  value  of  their  prostate  volume  was  43.7  ±  16.3  cc  with  a  range  from  28.1  to  86.0  cc.  In 
general,  16  catheters  (range  from  15  to  18)  were  inserted  using  TRUS  guided  freehand  technique  to  cover 
the  entire  prostate.  Our  current  protocol  called  for  a  single  interstitial  implant  and  two  subsequent  HDR 
fractions  with  each  providing  9.5  Gy.  The  details  of  the  freehand  TRUS  guided  HDR  brachytherapy 
treatment  procedure  for  prostate  cancer  used  at  our  institution  was  described  in  other  studies  [6,  17]. 

Definition  of  the  DIL 

We  overlaid  the  MRSI  data  on  the  axial  T2-weighted  MR  images  through  post-processing.  The 
resolution  of  the  MRS  is  0.3  cc.  Each  MRSI  voxel  is  scored  using  a  standardized  5-point  scale  (1- 
definitely  benign,  2-  likely  benign,  3-  equivocal,  4-  likely  abnormal  and  5-  definitely  abnormal),  based  on 
the  change  of  metabolite  markers  (choline,  citrate,  creatine  and  polyamines):  elevation  of  the  choline  peak 
and  reduction  of  the  citrate,  creatine  and  polyamines  peaks  in  an  abnormal  MRSI  voxel  [4].  Based  on  the 
combined  MRI/MRSI  information,  DILs  were  manually  contoured  on  HDR  planning  axial  CT  or  MR 
images.  A  lesion  was  defined  as  a  DIL  (Fig.  1(B))  wherever  it  contained  at  least  3  contiguous  MRSI 
validated  cancer  voxels  scored  with  a  4  or  a  5  on  combined  MRI/MRSI  images  (Fig.  1(A)). 

Dosimetric  requirements  for  a  class  solution 

We  developed  a  class  solution  that  would  comply  with  the  dosimetric  requirements  used  in  the  current 
RTOG-0321  protocol  [3].  The  RTOG  protocol  requires  more  than  90%  of  the  planning  target  volume 
(PTV)  to  be  covered  by  the  prescription  dose  (9.5  Gy).  In  this  study,  PTV  was  the  same  as  clinical  target 
volume  (CTV)  and  defined  by  the  physician  on  CT  scans.  It  included  the  prostate  only  for  Tlc-T2b  and 
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the  prostate  and  extra-capsular  extension  for  T3a-T3b,  respectively.  In  addition,  each  volume  of  the 
bladder  and  the  rectum  receiving  75%  of  the  prescription  dose  (7.12  Gy)  must  be  less  than  1  cc  and  the 
volume  of  the  urethra  receiving  125%  of  the  prescription  dose  (11.87  Gy)  must  be  less  than  1  cc.  When 
the  bladder  and  rectum  were  contoured,  the  outer  most  border  of  the  mucosa  was  included.  For  the 
urethra,  the  outer  surface  of  the  Foley  catheter  was  contoured.  Throughout  the  paper,  PTV  V100[%]  is 
defined  as  the  percent  volume  [%]  of  the  PTV  receiving  at  least  100%  of  the  prescribed  dose  while  rectum 
V75[cc]  is  defined  as  the  absolute  volume  [cc]  of  the  rectum  receiving  at  least  75%  of  the  prescribed  dose. 

Anatomy-based  inverse  planning 

Our  in  house  inverse  planning  routine  based  in  simulated  annealing  (IPSA)  was  implemented  on  the 
commercial  HDR  treatment  planning  system  (Plato  V14.2,  Nucletron,  The  Netherlands)  for  evaluation  and 
was  clinically/routinely  used  for  HDR  brachytherapy  at  our  institution.  First,  the  PTV  and  OAR  are 
delineated  and  catheters  are  digitized  on  axial  CT  or  MR  images.  Approximately  two  thousand  dose  points 
are  generated  on  the  surface  and  inside  of  all  the  organs  (PTVs  and  OAR).  For  the  surface  and  inside  of  all 
organs,  a  set  of  dose  constraints  is  defined  as  an  acceptable  dose  range  (minimum  and  maximum  doses) 
and  weighting  factors  for  penalty  values  imposed  to  the  minimum  and  maximum  doses.  Dwell  times  were 
set  to  zero  for  all  dwell  positions  outside  target  and  these  positions  were  excluded  from  the  optimization 
process  afterward.  Under  user-defined  dose  constraints,  IPSA  searches  the  optimal  solution  (a  dwell  time 
combination)  through  the  simulated  annealing  algorithm  to  minimize  the  possibility  that  any  dose  point 
resides  outside  the  acceptable  dose  range  [8].  This  process  takes  less  than  one  minute.  Owing  to  the 
anatomy-based  inverse  planning,  IPSA  can  deal  with  any  additional  targets  and  OAR,  i.e.,  seminal 
vesicles  (additional  target),  DIL  boost  (target  within  a  target),  neurovascular  bundle  or  bulb  of  penis  (OAR 
outside  of  the  target)  and  so  forth. 

Class  solution  for  a  plan  without  boost 

Prior  to  developing  a  class  solution  for  the  DIL-boost  plan,  a  class  solution  for  a  plan  without  a  boost 
was  determined.  In  general,  the  acceptable  dose  range  is  always  the  same  both  on  the  surface  and  inside  of 
all  organs  (targets  and  OAR).  The  clinically  acceptable  dose  range  is  from  100%  to  150%  of  the 
prescribed  dose  for  the  PTV  and  from  100%  to  120%  for  the  urethra,  which  has  to  be  spared  from  a  high 
dose  (hot  spot).  In  our  institution,  120%  of  the  prescription  dose  was  used  for  maximum  dose  of  urethra  to 
ascertain  its  protection  instead  of  125%.  To  other  OAR  located  outside  of  the  PTV  such  as  the  bladder  and 
the  rectum,  ideally  no  dose  should  be  delivered.  Hence,  naught  is  assigned  to  the  minimum  dose  while  a 
clinically  appropriate  value  such  as  50%  or  75%  of  the  prescribed  dose  with  its  pertinent  weighting  factor 
is  assigned  to  the  maximum  dose.  The  most  important  clinical  objectives  are  given  the  maximum  relative 
weight.  The  maximum  relative  weight  is  given  the  arbitrary  value  of  100.  All  other  clinical  objectives  are 
given  an  equal  or  smaller  weight  corresponding  to  their  relative  importance.  For  weighting  factors  to  the 
dose  limit,  both  on  the  surface  and  inside  of  the  OAR  the  same  value  was  applied  because  any  dose  should 
be  avoided  both  on  the  surface  and  inside  of  the  OAR  simultaneously.  However,  they  were  different 
between  on  the  surface  and  inside  of  the  PTV.  On  the  surface  of  the  PTV,  the  weighting  factor  on  the 
minimum  dose  should  be  high  enough  (the  maximum  relative  weight  of  100)  to  ensure  a  clinically 
acceptable  PTV  coverage  by  the  prescribed  dose  and  the  weighting  factor  on  the  maximum  dose  should 
also  be  high  enough  (the  maximum  relative  weight  of  100)  to  avoid  contain  the  dose  within  the  PTV 
protecting  the  surrounding  normal  tissues.  Based  on  our  clinical  experience,  the  value  of  100  was  high 
enough  to  penalize  the  cost  function  during  dwell  time  optimization  when  the  PTV  dose  was  less  than  the 
prescribed  dose.  Inside  the  PTV,  the  weighting  factor  for  the  minimum  dose  was  also  high  enough  (the 
maximum  relative  weight  of  100)  that  the  inside  of  PTV  is  fully  covered  by  the  prescribed  dose.  The 
weighting  factor  for  the  maximum  dose  was  reduced  to  30  to  achieve  better  conformal  dose  distribution. 

This  was  a  dose  constraint  on  the  V150  of  the  PTV  and  it  balanced  the  compromise  between  dose 
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homogeneity  and  dose  coverage.  Over  the  years,  our  clinical  experience  demonstrated  that  a  weighting 
factor  of  30  reduces  adequately  the  size  of  the  hot  spots  while  keeping  excellent  dose  coverage.  For  the 
urethra,  the  same  weighting  factors  as  the  inside  of  the  PTV  are  used  based  on  previous  clinical 
experience.  Regarding  weighting  factors  to  the  dose  limits  of  the  bladder  and  the  rectum,  they  are  well 
established  but  sometimes  vary  depending  upon  an  individual  patient.  In  order  to  yield  a  clinically  better 
plan  for  a  patient,  a  better  tradeoff  should  be  made  between  higher  PTV  coverage  by  the  prescribed  dose 
and  enhanced  protection  of  the  bladder  and  the  rectum.  Therefore,  if  the  maximum  dose  limit  of  the 
bladder  and  the  rectum  is  decreased  and/or  their  weighting  factor  is  increased  unduly,  the  bladder  and  the 
rectum  are  overprotected  while  the  PTV  coverage  is  undesirably  reduced.  On  the  other  hand,  if  their 
maximum  dose  is  increased  and/or  their  weighting  factor  is  reduced  excessively,  the  PTV  coverage  with 
the  prescribed  dose  can  be  improved  but  the  rectum  and  bladder  receive  an  intolerable  dose  and 
consequently  higher  complications  are  predicted  after  treatment.  Therefore,  in  this  study,  by  adjusting  the 
maximum  dose  and  the  weighting  factor  of  the  bladder  and  the  rectum  a  class  solution  was  determined  for 
a  plan  without  boost  under  dosimetric  requirement. 

Class  solution  for  a  DIL 

A  class  solution  for  a  DIL  was  developed  based  on  two  perspectives.  Primarily  the  dosimetric 
requirement  should  be  satisfied.  Second,  we  used  150%  of  the  prescribed  dose  as  the  maximum  dose 
escalation  goal  for  the  DIL.  The  maximum  dose  escalation  level  (150%)  to  DIL  is  the  same  as  the 
maximum  dose  desired  for  the  PTV  in  dwell  time  optimization  even  though  the  dose  next  to  the  active 
dwell  positions  is  higher  than  150%. 

Prior  to  examining  various  levels  of  a  DIL-boost  for  each  patient,  the  same  dose  range  as  the  PTV  was 
applied  to  the  DIL  to  construct  a  DIL-boost  plan  equivalent  to  a  plan  without  a  boost.  As  with  the  PTV  and 
OAR,  the  same  dose  range  was  used  both  on  the  surface  and  the  inside  of  the  DIL.  On  the  surface  of  the 
DIL  the  same  weighting  factors  as  the  inside  of  the  PTV  were  employed  because  the  DIL  surface  has  the 
same  clinical  importance  as  the  inside  of  the  PTV.  In  addition,  the  weighting  factor  for  the  minimum  dose 
inside  the  DIL  was  the  same  value  as  inside  the  PTV  since  the  DIL  should  be  covered  by  at  least  the 
minimum  dose.  Finally,  for  an  appropriate  weighting  factor  to  the  maximum  dose  limit  inside  the  DIL, 
seven  different  values  of  the  weighting  factor  (from  0  to  30  with  5  points  increment)  were  attempted  in  the 
DIL-boost  plan  equivalent  to  a  plan  without  boost  under  dosimetric  requirement. 

Maximum  attainable  level  of  DIL-boost  using  the  class  solution 

The  class  solution  for  the  DIL-boost  plan  was  developed  by  adding  a  dose  constraint  for  the  DIL  to  the 
previously  obtained  class  solution  for  a  plan  without  a  boost.  By  increasing  the  minimum  dose  with  a  10% 
increment  in  the  class  solution  for  the  DIL-boost  plan  equivalent  to  a  plan  without  boost,  five  different 
levels  of  DIL-boost  plans  were  investigated  for  each  patient:  110  -  150,  120  -  150,  130  -  150,  140  -  150, 
and  150  -  150  (acceptable  dose  range:  minimum  -  maximum  dose  in  percent  relative  to  the  prescribed 
dose).  The  highest  DIL-boost  plan  without  any  violation  of  requirement  was  considered  as  the  maximum 
attainable  DIL-boost  plan  for  each  patient.  For  patients  reaching  certain  level  of  DIL-boost  without 
violation  of  the  requirement,  the  maximum  attainable  DIL-boost  plan  was  compared  with  a  plan  without 
boost  by  analyzing  a  cumulative  dose  volume  histogram  (DVH)  of  the  PTV  and  the  DIL.  Additionally, 
specific  dosimetric  indices  of  the  PTV  (V100[%]  and  V150[%])  and  the  DIL  (V120[%],  V150[%]  and 
V200[%])  were  compared  between  the  two  plans. 

Furthermore,  under  requirement,  the  class  solution  was  manually  adjusted  to  achieve  the  150  -  150 
DIL-boost  for  those  patients  for  whom  the  automatic  plan  was  not  attainable. 

RESULTS 


28 


DIL 

The  mean  ±  the  standard  deviation  value  of  the  DIL  volume  in  percent  relative  to  the  prostate 
volume  was  13.9  ±  7.3%  with  a  range  from  2.5  to  31.3%  (the  absolute  DIL  volume  was  6.3  ±  4.3 
cc  with  range  from  1.2  cc  to  15.3  cc)  for  the  15  patients.  All  patients  have  one  DIL  except  for 
patient  J  who  has  two  DILs.  In  this  study  the  DIL  was  always  located  at  the  peripheral  zone  of 
prostate  and  its  specific  location  was  different  depending  on  each  patient:  right  side,  left  side  or 
midline  in  the  peripheral  zone  of  the  prostate  when  seen  in  an  axial  planning  CT  or  MR  image.  For 
example,  a  DIL  was  delineated  at  the  right  side  in  the  peripheral  zone  of  the  prostate  in  an  axial 
CT  image  (Fig.  1(b))  acquired  for  HDR  prostate  brachytherapy  planning.  This  location  was 
determined  from  the  corresponding  MRI/MRSI  image  (Fig.  1(a))  which  demonstrates  a  validated 
cancer  lesion  that  comprises  five  contiguous  voxels  with  a  score  of  5  (definitively  abnormal). 

Class  solution  for  a  plan  without  a  boost 

Table  1  is  a  class  solutions  developed  for  a  plan  without  a  boost  under  requirements.  All  plans 
employing  the  class  solution,  Table  1,  satisfied  all  dosimetric  requirements  with  a  mean  PTV 
coverage  (V100[%])  of  92.4%  (range  from  90  to  94.7%),  except  for  3  patients  (B,  J,  L).  For  those 
patients,  the  weighting  factor  to  the  maximum  dose  for  the  bladder  and  the  rectum  were  tuned  to 
meet  requirement.  Table  2  shows  the  change  of  dosimetric  indices  corresponding  to  the  change  of 
their  weighting  factors.  For  patient  B,  the  bladder  and  rectum  were  overprotected  with  undesirably 
low  PTV  coverage  (84.54%).  The  reduction  of  their  weighting  factor  increased  PTV  coverage  up 
to  90.26%  while  keeping  their  V75[cc]  less  than  lcc.  For  patient  J,  bladder  V75[cc]  was  more  than 
1  cc.  By  increasing  its  weighting  factor,  bladder  V75[cc]  was  reduced  to  less  than  lcc  at  the 
expense  of  slightly  decreased  PTV  coverage  (from  91.29  to  90.46%).  For  patient  L,  by  decreasing 
rectum  weighting  factor,  the  low  PTV  coverage  (88.81%)  was  improved  to  90.01%  while  rectum 
V75[cc]  was  kept  less  than  1  cc. 

Class  solution  for  a  DIL 

One  out  of  seven  weighting  factors  to  the  maximum  dose  was  chosen  and  a  class  solution  of  DIL  for  the 
same  level  of  DIL-boost  as  the  PTV  was  constructed  under  requirement. 

As  the  weighting  factor  applied  to  the  maximum  dose  is  increased,  the  value  of  DIL  V150[%]  is 
reduced  due  to  the  heavily  imposed  penalty  value  to  the  maximum  dose  as  shown  in  Fig  2.  In  the  case  of 
no  penalty  value  (zero  weighting  factor)  applied,  a  much  higher  dose  can  be  delivered  to  the  DIL  (VI 50 
[%]  value  is  improved  in  Fig.  2,  but  the  DIL  volume  receiving  more  than  150%  of  the  prescribed  dose  is 
also  undesirably  increased).  If  the  rectum  and/or  bladder  are  very  closely  located  to  the  DIL,  the 
dosimetric  requirement  would  be  violated:  in  this  study,  patients  B,  E  and  J  violated  the  bladder  dose  limit 
and  patients  B,  F  and  O  violated  the  rectum  dose  limit  under  requirement.  Six  different  DIL-boost  plans 
using  its  six  different  non-zero  weighting  factors  (ranging  from  5  to  30)  applied  to  the  maximum  dose 
showed  almost  the  same  protection  of  the  OAR  (the  same  value  of  OAR  dosimetric  indices)  for  all 
patients.  The  six  DIL-boost  plans  violated  the  rectum  dose  limit  for  patients  F  and  O  and  the  bladder  dose 
limit  for  patient  J,  respectively,  under  requirement.  Without  any  advantage  in  the  protection  of  the  OAR, 
the  higher  weighting  factors  deteriorated  the  DIL  V150[%]  value  (Fig.  2).  Therefore,  the  value  of  5  was 
chosen  as  the  best  weighting  factor  and  the  class  solutions  of  the  DIL  were  achieved  on  the  surface  and 
inside  of  the  DIL  (Table  2)  for  the  DIL-boost  study. 

Maximum  attainable  level  of  DIL-boost  using  the  class  solution 

The  class  solution  obtained  by  combining  a  class  solution  for  without-boost  plan  (Table  1)  and  a  class 
solution  of  the  DIL  (Table  2)  was  exploited  to  acquire  the  maximum  attainable  level  of  the  DIL-boost  for 
each  patient.  Under  the  dosimetric  requirement,  a  DIL-boost  was  not  attainable  for  four  (B,  F,  J,  O)  out  of 
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the  15  patients,  whereas  a  certain  level  of  DIL-boost  was  feasible  for  the  remaining  11  patients  (Fig.  3). 
By  averaging  all  PTV  and  DIL  DVHs  of  those  patients,  a  mean  DVH  was  generated  for  the  PTV  (Fig.  4 
(a))  and  the  DIL  (Fig.  5)  between  the  plan  without  boost  and  the  maximum  attainable  DIL-boost  plan.  The 
averaged  PTV  DVHs  between  the  two  plans  were  almost  the  same  (<  1%  difference)  up  to  100%  of  the 
prescribed  dose  and  they  differed  slightly  in  the  rest  of  the  dose  range  (5  -  6%  difference  between  120% 
and  160%  of  the  prescribed  dose)  (Fig.  4(a)).  In  particular,  the  PTV  coverage  by  the  prescribed  dose  (Fig. 
4(b))  was  increased  merely  by  0.9%,  on  average,  because  the  prostate  was  already  satisfactorily  covered 
by  the  prescribed  dose  (92%)  prior  to  the  DIL-boost.  The  difference  was  statistically  insignificant  with  p- 
value  of  0.0537  using  nonparametric  test,  Wilcox  matched-pairs  signed-rank  test.  The  PTV  coverage 
deficiency  occurred  close  to  the  rectum/bladder  because  of  their  dose  limit,  depending  upon  the  proximity 
between  the  PTV  and  rectum/bladder.  The  PTV  V150[%]  was  increased  by  5. 9%, on  average,  from  34.5% 
to  40.4%  with  p-value  of  0.0537.  On  the  contrary,  the  averaged  DIL  DVH  of  the  maximum  attainable 
DIL-boost  plan  was  noticeably  shifted  into  a  higher  dose  range  (from  the  dashed  line  (N)  to  the  dotted  line 
(B)  in  Fig.  5)  due  to  the  DIL-boost  with  a  maximum  increase  of  41.8%  at  150%  of  the  prescribed  dose 
(Max.(B-M)  of  the  solid  line  (B-M)  in  Fig.  5).  Dosimetric  indices  were  significantly  improved  (p-value  < 
0.05)  for  all  11  patients.  On  average,  V120[%]  was  increased  from  83.6%  to  99%  with  p-value  of  0.001  in 
Fig.  6(a),  V150[%]  was  increased  from  40.6%  to  82.4%  with  p-value  of  0.001  in  Fig.  6(b),  and  V200[%] 
was  increased  from  13.2%  to  33.2%  with  p-value  of  0.002  in  Fig.  6(c).  A  150  -  150  DIL-boost  was  not 
attainable  in  eight  patients;  in  four  of  these  (B,  F,  J  and  O),  no  boost  was  attainable  (Fig. 3).  Out  of  these  8 
patients,  the  bladder  dose  limit  was  violated  in  patients  J  and  L,  while  the  rectal  dose  limit  under 
requirement  was  violated  in  the  remaining  six  patients.  The  OAR  dosimetric  indices  were  compared  in 
Fig.  7.  The  relative  location  of  bladder  to  the  PTV  varied  depending  upon  patients  so  that  the  bladder  V75 
[cc]  was  patient- specific  in  Fig.  7(a).  The  bladder  V75[cc]  was  increased  from  0.46  to  0.53  cc  by  0.07  cc, 
on  average.  The  urethra  was  so  protected  in  both  of  plans  using  IPSA  planning  that  the  maximum  V125 
[cc]  was  0.22  cc  for  DIL  boost  plan.  The  urethra  VI 25  [cc]  was  slightly  increased  from  0.03  to  0.085  cc  by 
0.055  cc,  on  average.  However,  the  rectum  dose  was  highly  elevated  due  to  the  dose  escalation  to  the  DIL 
because  the  DIL  was  located  in  the  peripheral  zone  of  prostate  next  to  the  border  of  the  rectum.  Hence,  the 
rectum  V75[cc]  was  extremely  increased  from  0.23  to  0.63  cc  on  average  by  0.4  cc  with  p-value  of  0.001 
(Wilcox  matched-pairs  signed-rank  test). 

By  small  manual  adjustment  of  a  class  solution,  the  150  -  150  DIL-boost  was  obtainable  without  any 
violation  of  requirement  for  6  out  of  8  patients  (all  except  for  patients  B  and  J)  who  did  not  have  an 
automatically  attainable  class  solution. 

DISCUSSION 

The  class  solution  in  inverse  planned  HDR  prostate  brachytherapy  for  dose  escalation  of  a  DIL  defined 
by  combined  MR  I/M  RSI  is  an  excellent  starting  point  to  explore  a  customized  set  of  dose  constraints  to 
obtain  a  satisfactory  treatment  plan  for  each  patient.  In  this  study,  a  minimum  of  150%  of  the  prescribed 
dose  to  the  DIL  (150  -  150  DIL-boost)  was  feasible  for  13  out  of  15  HDR  brachytherapy  plans  after  small 
manual  tuning  of  the  class  solution,  complying  with  dosimetric  requirement.  However,  the  150  -  150  DIL- 
boost  could  not  be  accomplished  in  cases  in  which  a  deficient  number  of  catheters  was  implanted  to  cover 
the  whole  prostate  In  HDR  brachytherapy,  properly  locating  catheters  into  the  PTV  is  a  prerequisite  to 
obtaining  the  desired  dose  distribution  with  a  certain  optimization  technique  such  as  IPSA.  No  dose  would 
be  delivered  to  a  specific  lesion  without  a  catheter.  In  addition,  the  proximity  of  the  PTV  to  the  rectum 
and/or  bladder  prohibited  the  150  -  150  DIL-boost.  For  example,  the  volume  of  prostate  B  is  86  cc  (the 
largest  prostate  in  this  study)  and  the  number  of  catheters  employed  implanted  was  only  17,  whereas 
typically  there  are  18  for  larger  prostate.  To  make  matters  worse,  one  of  the  17  catheters  was  implanted 
outside  of  the  PTV.  Also,  the  rectum  is  located  very  close  to  the  prostate.  Therefore,  the  150  -  150  DIL- 
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boost  under  dosimetric  requirement  could  not  be  attained  for  prostate  patient  B,  despite  manual  adjustment 
of  the  class  solution.  For  patient  J,  the  size  of  prostate  (51.3  cc)  is  just  larger  than  average  and  18  catheters 
were  well  implanted  to  cover  the  entire  prostate.  However,  both  the  rectum  and  the  bladder  are  located 
extremely  close  to  the  PTV  such  that  the  rectal  and  bladder  dose  limit  of  dosimetric  requirement  were 
violated  for  150  -  150  DIL-boost  even  though  the  class  solution  was  manually  adjusted. 

Under  dosimetric  requirements,  for  most  patients  the  DIL-boost  increased  the  DIL  dose  compared  with 
the  plan  without  boost  in  Figs.  5  and  6.  However,  DIL  V200[%]  was  decreased  from  14.3  to  14.0%  for 
patient  H  in  Fig.  6(c).  For  the  patient,  since  the  maximum  attainable  level  of  DIL-boost  was  110%  of  the 
prescribed  dose  as  shown  in  Fig.  3,  the  most  sensitive  dose  range  of  DIL  due  to  DIL-boost  was  110%  and 
V120[%]  was  considerably  improved  from  53.4%  to  91.4%  in  Fig.  6(a)  and  V150[%]  was  increased  from 
29.6%  to  39.2%  in  Fig.  6(b).  Such  an  insufficient  DIL-boost  in  conjunction  with  the  dosimetric 
requirements  on  OAR  (bladder  and  rectum  dose  limit),  sometimes,  may  cause  the  decreased  V200[%] 
during  redistribution  of  the  hot  spots  in  the  prostate. 

In  this  study  the  150%  of  the  prescribed  dose  was  used  for  both  the  minimum  and  the  maximum  dose 
limit  of  the  DIL  which  means  to  boost  DIL  with  as  least  150%  of  the  prescribed  dose  as  well  as  to  prevent 
excessive  high  dose  (more  than  150%  of  the  prescribed  dose)  within  the  DIL  simultaneously.  This  purpose 
was  moderately  feasible  by  relaxing  the  weighting  factor  applied  to  the  maximum  dose  of  the  inside  of  the 
DIL  with  the  value  of  5  instead  of  30  applied  on  the  surface  of  the  DIL  and  inside  the  PTV.  As  seen  as  a 
solid  line  in  Fig. 5,  the  increase  of  DIL  volume  due  to  the  DIL-boost  has  a  maximum  value  at  the  vicinity 
of  150%  of  the  prescribed  dose:  on  average,  a  41.8%  increase  in  absolute  volume  from  40.6%  to  82.4%  at 
the  150%  of  the  prescribed  dose  under  requirement.  This  can  be  interpreted  that  the  most  sensitive  dose  of 
DIL  to  dose  escalation  using  the  class  solution  obtained  in  this  study  was  150%  of  the  prescribed  dose. 

The  dosimetric  requirement  of  the  RTOG-0321  protocol  is,  to  some  degree,  stringent,  and  difficult  to  be 
accomplished.  In  particular,  satisfying  the  rectal  dose  limit  (V75[cc]  <  1  cc)  deteriorated  the  PTV 
coverage  (V100[%]  <  90%)  for  patient  B  and  J  despite  manual  adjustment  of  a  class  solution  to  achieve  a 
150  -  150  DIL-boost.  Hence,  we  relaxed  the  RTOG  dosimetric  requirement  such  that  the  volume  of  the 
rectum  and  the  bladder  which  could  receive  as  much  as  75%  of  the  prescription  dose  was  increased  to  2 
cc.  Under  the  relaxed  dosimetric  requirement,  a  class  solution  was  obtained  for  a  plan  without  a  boost.  All 
parameters  for  the  class  solution  were  the  same  as  for  the  RTOG  0321  case  except  for  the  increased 
maximum  dose  of  bladder  and  rectum  (from  50%  to  75%  of  the  prescribed  dose)  and  the  increased  their 
weighting  factors  (from  30  to  40).  Due  to  relaxation  of  the  dose  limit  to  bladder  and  rectum,  the  average 
PTV  dose  coverage  was  improved  to  95.3%  on  average  (range  from  92.9  to  96.9%)  compared  to  92.4% 
for  RTOG  0321  requirement.  The  same  class  solution  of  DIL  was  obtained  as  for  RTOG  protocol  case 
(weighting  factor  of  5  to  the  maximum  dose).  A  certain  level  of  DIL-boost  was  accomplished  using  a  class 
solution  for  all  patients  (patient  B  and  O  for  a  level  of  110%,  patient  F  for  a  level  of  120%,  rest  of  11 
patients  for  a  level  of  150%)  except  for  patient  J.  The  plan  difference  between  a  plan  without  boost  and 
maximum  attainable  DIL  boost  plan  was  almost  identical  to  RTOG  protocol  case  with  respect  to  PTV  and 
DIL  DVHs.  The  averaged  PTV  DVHs  between  the  two  plans  were  almost  the  same  (<  1%  difference)  up 
to  110%  of  the  prescribed  dose  and  they  differed  slightly  in  the  rest  of  the  dose  range  (5  -  6%  difference 
between  140%  and  160%  of  the  prescribed  dose).  The  PTV  V100[%]  was  approximately  identical,  95.3% 
versus  95.5%  on  average  and  PTV  V150[%]  was  increased  by  an  average  of  5.8%.  The  DIL  V120[%] 
increased  up  to  98.8%  from  90.5%  and  the  V150[%]  was  extremely  elevated  from  46.8%  to  85.1%  on 
average  and  the  V200[%]  was  increased  from  15.4%  to  34.5%  on  average.  In  addition,  the  most  sensitive 
dose  of  DIL  to  the  dose  escalation  was  the  same  as  for  the  RTOG  0321  case,  150%  of  the  prescribed  dose 
(38.8%  increase  from  43.7%  to  82.5%).  By  small  manual  adjustment  of  a  class  solution,  the  150-150  DIL- 
boost  was  obtainable  for  all  4  patients  (B,  F,  J,  and  O).  Therefore,  the  150-150  DIL-boost  could  be 
attained  for  more  patients  under  relaxed  requirement  (11/15  versus  7/15  for  the  use  of  the  class  solution 
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and  15/15  versus  13/15  after  manual  adjustment  of  the  class  solution).  Consequently,  a  dose  escalation  of 
the  MRI/MRSI  defined  DIL  up  to  150%  while  complying  with  either  RTOG  or  relaxed  dosimetric 
requirements  is  feasible.  This  class  solution  may  be  applicable  to  other  protocol  (for  example,  GEC/ 
ESTRO-EAU  recommendations)  [7]  depending  upon  its  dosimetric  requirement. 

Conclusion 

A  class  solution  was  developed  for  dose  escalation  of  a  DIL  defined  by  combined  MREMRSI  in  inverse 
planned  HDR  prostate  brachytherapy.  Using  the  class  solution,  a  certain  level  of  DIL-boost  is  feasible  for 
some  patients  under  RTOG-0321  dosimetric  requirements  depending  on  rectal  and  bladder  doses.  While 
the  PTV  dose  was  slightly  increased,  the  DIL  dose  was  noticeable  enhanced  (on  average,  82%  of  the  DIL 
volume  could  receive  150%  of  the  prescribed  dose)  without  any  violation  of  the  dosimetric  requirements. 
With  further  adjustment  of  the  class  solution,  the  DIL  could  be  boosted  by  150  -  150  for  13  out  of  15 
patients  while  satisfying  dosimetric  requirements.  Hence,  the  established  class  solution  for  a  DIL-boost  is 
a  good  starting  point  to  explore  a  customized  HDR  prostate  brachytherapy  plan  for  a  specific  patient. 
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Table  1(a)  Class  solution  for  a  plan  without  boost  under  RTOG  0321  dosimetric  requirement 


Volume 

Weighting  factor  to 
DMin  for  its  penalty 

DMin  [%] 

DMax  [%] 

Weighting  factor  to 
DmSx  for  its  penalty 

PTV 

ON 

100 

100 

150 

100 

(Target) 

IN 

100 

100 

150 

30 

URETHRA 

ON 

100 

100 

120 

30 

(Organ  at  risk) 

IN 

100 

100 

120 

30 

BLADDER 

ON 

0 

0* 

50 

30 

(Organ  at  risk) 

IN 

0 

0* 

50 

30 

RECTUM 

ON 

0 

0* 

50 

30 

(Organ  at  risk) 

IN 

0 

0* 

50 

30 

ON:  on  the  surface  of  the  contour;  IN:  inside  the  volume 

DMin  [%]  and  Dm;ix  [%]:  Minimum  and  maximum  dose  in  percent  with  respect  to  the  prescribed  dose, 
respectively. 

0*:  any  number  is  acceptable  for  the  minimum  dose  since  the  weighting  factor  is  null. 


Table  1(b)  Class  solution  for  a  DIL  under  RTOG  0321  dosimetric  requirements 


Volume 

Weighting  factor  to 
DMin  for  its  penalty 

DMi„  [%]+ 

DMax  [%] 

Weighting  factor  to 
Dm3x  for  its  penalty 

DIL 

ON  100 

Vary 

150 

30 

(Target) 

IN  100 

Vary 

150 

5 

DMin  [%V  varies  depending  upon  the  level  of  DIL-boost  (110,  120,  130,  140  or  150). 
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Table  2  Manual  adjustment  of  weighting  factor  to  the  maximum  dose  of  bladder  and  rectum  and  its 
impact  on  dosimetric  indices  for  3  patients  in  whom  a  class  solution  for  a  plan  without  DIL  boost 
was  not  available. 


Patient 

Manual 

Adjustment 

Weighting  factor 

Bladder  Rectum 

Dosimetric  index 

PTV  [%] 

Bladder 

V75[cc] 

Rectum 

V75[cc] 

Urethra 

V125[cc] 

before 

30 

30 

84.54 

0.65 

0.07 

0.04 

B 

after 

25 

20 

90.26 

0.96 

0.74 

0.03 

T 

before 

30 

30 

91.29 

1.27 

0.39 

0.14 

J 

after 

40 

30 

90.46 

0.99 

0.43 

0.15 

before 

30 

30 

88.81 

0.40 

0.05 

0.02 

L 

after 

30 

25 

90.01 

0.34 

0.13 

0.02 
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Figure  Captions 


Figure  1.  (a)  Axial  MR  image  and  MRSI  voxel  grid  with  its  spectral  scores  at  the  midgland  of 
prostate  I.  (b)  HDR  brachytherapy  planning  axial  CT  image  at  the  midgland  of  prostate  I  shows 
contours  of  the  target,  urethra,  rectum  and  DIL  manually  drawn  based  on  Fig.  1(a).  Sixteen 
catheters  were  implanted  to  cover  the  entire  target  volume,  seen  as  black  dots. 

Figure  2.  Percent  volume  of  the  DIL  receiving  at  least  150%  of  the  prescribed  dose  (V150[%])  of  7 
DIL-boost  plans  with  different  weighting  factors  for  its  penalty  value  imposed  to  the  maximum 
dose  (150%  of  the  prescribed  dose)  of  the  DIL  in  comparison  with  a  plan  without  boost  (Ref.) 
under  dosimetric  requirements.  Parallel  bars  represent  the  maximum,  75,  50,  25  percentile  and 
minimum  values  and  the  black  dot  represents  the  mean  value. 

Figure  3.  Under  dosimetric  requirement,  the  maximum  attainable  level  of  a  DIL-boost  for  15 
patients 

Figure  4.  For  11  patients  who  allowed  a  certain  level  of  DIL-boost,  the  averaged  target  DVHs  (a) 
are  compared  between  the  plans  without  boost  and  with  the  maximum  attainable  DIL-boost  plan. 
Several  dosimetric  indices  of  PTV  are  also  compared  between  the  two  plans  for  the  target  (V100 
[%]  -  (b)  and  V150[%]  -  (c)) 

Figure  5.  For  11  patients  who  allowed  a  certain  level  of  DIL-boost,  the  averaged  DIL  DVHs  are 
compared  between  the  plans  without  boost  and  with  the  maximum  attainable  DIL-boost  plan. 

Figure  6.  For  11  patients  who  allowed  a  certain  level  of  DIL-boost,  several  dosimetric  indices  of 
DIL  are  compared  between  the  plans  without  boost  and  with  the  maximum  attainable  DIL-boost 
plan  (V120[%]  -  (a),  V150[%]  -  (b)  and  V200[%]  -  (c)). 

Figure  7.  For  11  patients  who  allowed  a  certain  level  of  DIL-boost,  dosimetric  indices  of  OAR  are 
compared  between  the  plans  without  boost  and  with  the  maximum  attainable  DIL-boost  plan 
(Bladder  V75[cc]  -  (a),  Rectum  V75[cc]  -  (b)  and  Urethra  V  125[cc]  -  (c)). 
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(b) 


Figure  1.  Kim  et  al.  Class  solution  in  inverse  planned  HDR  prostate  brachytherapy 
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Figure  2.  Kim  et  al.  Class  solution  in  inverse  planned  HDR  prostate  brachy therapy 
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Figure  3.  Kim  et  al.  Class  solution  in  inverse  planned  HDR  prostate  brachytherapy 
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Figure  5.  Kim  et  al.  Class  solution  in  inverse  planned  HDR  prostate  brachytherapy 
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Figure  6.  Kim  et  al.  Class  solution  in  inverse  planned  HDR  prostate  brachytherapy 
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